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vAbstract
This thesis presents an investigation on endoscopic optical coherence tomography (OCT). As a
noninvasive imaging modality, OCT emerges as an increasingly important diagnostic tool for many
clinical applications. Despite of many of its merits, such as high resolution and depth resolvability,
a major limitation is the relatively shallow penetration depth in tissue (about 2∼3 mm). This
is mainly due to tissue scattering and absorption. To overcome this limitation, people have been
developing many different endoscopic OCT systems. By utilizing a minimally invasive endoscope,
the OCT probing beam can be brought to the close vicinity of the tissue of interest and bypass the
scattering of intervening tissues so that it can collect the reflected light signal from desired depth
and provide a clear image representing the physiological structure of the region, which can not be
disclosed by traditional OCT. In this thesis, three endoscope designs have been studied. While they
rely on vastly different principles, they all converge to solve this long-standing problem.
A hand-held endoscope with manual scanning is first explored. When a user is holding a hand-
held endoscope to examine samples, the movement of the device provides a natural scanning. We
proposed and implemented an optical tracking system to estimate and record the trajectory of the
device. By registering the OCT axial scan with the spatial information obtained from the tracking
system, one can use this system to simply ‘paint’ a desired volume and get any arbitrary scanning
pattern by manually waving the endoscope over the region of interest. The accuracy of the tracking
system was measured to be about 10 microns, which is comparable to the lateral resolution of most
OCT system. Targeted phantom sample and biological samples were manually scanned and the
reconstructed images verified the method.
Next, we investigated a mechanical way to steer the beam in an OCT endoscope, which is termed
as Paired-angle-rotation scanning (PARS). This concept was proposed by my colleague and we
further developed this technology by enhancing the longevity of the device, reducing the diameter
of the probe, and shrinking down the form factor of the hand-piece. Several families of probes
have been designed and fabricated with various optical performances. They have been applied to
different applications, including the collector channel examination for glaucoma stent implantation,
and vitreous remnant detection during live animal vitrectomy.
Lastly a novel non-moving scanning method has been devised. This approach is based on the
vi
EO effect of a KTN crystal. With Ohmic contact of the electrodes, the KTN crystal can exhibit a
special mode of EO effect, termed as space-charge-controlled electro-optic effect, where the carrier
electron will be injected into the material via the Ohmic contact. By applying a high voltage across
the material, a linear phase profile can be built under this mode, which in turn deflects the light
beam passing through. We constructed a relay telescope to adapt the KTN deflector into a bench
top OCT scanning system. One of major technical challenges for this system is the strong chromatic
dispersion of KTN crystal within the wavelength band of OCT system. We investigated its impact
on the acquired OCT images and proposed a new approach to estimate and compensate the actual
dispersion. Comparing with traditional methods, the new method is more computational efficient
and accurate. Some biological samples were scanned by this KTN based system. The acquired
images justified the feasibility of the usage of this system into a endoscopy setting.
My research above all aims to provide solutions to implement an OCT endoscope. As technology
evolves from manual, to mechanical, and to electrical approaches, different solutions are presented.
Since all have their own advantages and disadvantages, one has to determine the actual requirements
and select the best fit for a specific application.
vii
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1Chapter 1
Introduction
Dependable diagnosis of diseases at their early stages is vital for providing appropriate therapeutic
treatments in time. It will ultimately reshape the modern society by both improving clinical health
care quality for patients and advancing fundamental understanding in life science. In the past several
decades, non-invasive biomedical imaging techniques, such as X-ray computed tomography (CT)
[1], positron emission tomography (PET) [2], medical ultrasonography [3], and magnetic resonance
imaging (MRI) [4] pervasively played a vital role in many surgical and therapeutic procedures by
aiding with image guidance [5–10].
There has been existing a significant diversification among the limitations of these techniques.
Safety concerns have been widely raised and debated for PET/CT, PET/MRI, and CT1, as they do
have to expose patients to uncommonly high dose of radiation. Both the indirect ionizing radiation
in the form of X-rays photon used in CT and the direct ionizing radiation in the form of positrons in
are sufficiently energetic to have negative impact on cell chemical bonds, such as DNA double stand
breaks [11]. These damages are occasionally not corrected properly by cellular repair mechanisms
thus result in cancer [12]. The biological effects of these ionizing radiation is proportional to the
absorbed energy or dose . The global average dose from natural background radiation is equal to
2.4mGy per year [13], while a typical CT can radiate 10 ∼ 20mGy onto specific organs, and might
increase dose to 80mGy for some specialized CT scans [14]. For PET/CT scanning, the combined
dose may be significant as well, which is around 23 ∼ 26mSv [15]. It can be seen that clinical
exercise of such imaging approaches based on ionizing radiation needs proper justification.
Despite of the very powerful magnetic field (up to 3.0 tesla) deployed, MRI avoids the use of
ionizing radiation. This is clinically preferable, as there is no evidence for biological harm from
exposure to even very strong static magnetic fields [16]. However, MRI does prohibit some fer-
romagnetic object, which includes certain metallic implants, shell fragments, surgical prostheses,
and ferromagnetic aneurysm clips. This is primarily because the interaction between the extremely
1Stand-alone PET is now very rare due to the clinical need for combining the functional images from PET and
the structural images from CT or MRI.
2strong magnetic field with such material can cause potential force and movement of these objects
within the field and thermal damage originating from radio-frequency induction heating [17]. At
the same time, peripheral nerve stimulation (PNS) is another limitation for MRI, where the rapidly
switching magnetic field gradients introduces nerve stimulation that can cause a twitching sensation
[18, 19].
Another practical barrier for the above imaging modalities except ultrasound is the cost of
construction and maintenance of such imaging systems. For instance, the typical cost for a standard
3.0 telsla MRI scanners would often be in the range of US$ 2 ∼ 2.3 million. Similarly, limitations to
a broader clinical application of PET result from the high costs of cyclotrons, which is required for
the production of short-lived radionuclides, and the special on-site chemical synthesis apparatus to
provide the radiopharmaceuticals after radioisotope preparation [20].
Image resolution is of great concern when there is an attempt to disclose fine physiological struc-
tures for diagnosis purpose. Current high resolution CT has a resolution of up to 0.3 ∼ 0.5mm
[SOMATOM Definition Edge™, Siemens AG] [21], while the most state of art MRI systems have ad-
vanced to a comparable submillimeter resolution of 0.3 ∼ 1mm [MAGNETOM Trio, A Tim System™,
Siemens AG [22]. The resolution of medical ultrasound systems depends on the center frequency
applied. There exists a trade-off between image resolution and penetration depth: sound waves with
lower frequencies sound wave yield less resolution but can image deeper into tissue. For linear array
transducers with parallel beams and a center frequency of 3 ∼ 10MHz, the typical axial resolution
ranges from 0.3mm to 1.1mm, while the typical lateral resolution ranges from 1.1mm to 2.8mm
[23]. Therefore, when the need of disclosing some extra fine physiological structures arises, all of
these above approaches will likely be incapable of providing sufficient resolving power to visualize
those critical features, which are extremely important for diagnosis, surgery guidance, and treat-
ment evaluation. For example, the squamous epithelium in the transformation zone of human cervix,
which is of particular clinical interest as abnormal cell growth or dysplasia tends to begin there [24],
has a ∼ 35µm thick lay structure on top of the submucosal membrane layers with a thickness of
∼ 150µm. In the field of ophthalmology, as a promising treatment for open angle glaucoma [25],
the surgery where an bypass stent is implanted into anterior chamber would be greatly improved if
the collector ducts with a typical dimension of around or below 100µm can be visualized [26].
As an attempt to provide an alternative when facing those disadvantages of the above imaging
approaches, optical coherence tomography (OCT), a non-invasive optical technique for sub-surface
tissue imaging, has been proposed and implemented in the recent decades. Since its born, this
method has thrived to an important clinical imaging modality. It provides some unique advantages
over other imaging methods. First, OCT is capable of imaging tissue to a depth of a few millimeters
[27] with up to subµm resolution [28]. Second, OCT utilizes near infrared light source with typical
wavelength range from ∼ 800nm to 1300nm, therefore avoids the high energy X-ray photon in CT
3and the added negative ionizing radiation. The optical power required for OCT imaging is also
safe enough for OCT to be used in sensitive tissue environments [29], such as human eye [30–33].
Additionally, while a standard OCT imaging apparatus is able to provide depth-resolved tomographic
images, more advanced OCT imaging systems can offer extra functional information, such as tissue
structural arrangement (via polarization-sensitive OCT) [34, 35], flow (via Doppler OCT) [36, 37],
the spatial distribution of specific contrast agents (via molecular contrast OCT) [38, 39], and depth
resolved spectral signatures (via spectral OCT) [40, 41].
1.1 History and application of OCT technology
OCT was first developed by Huang et al. in Fujimoto’s group at MIT in 1991 [42]. Exhibiting
ex vivo images of human retina and coronary arteries, this early demonstration promises a strong
capability of OCT to image transparent and high scattering materials. Later in 1993, the first
in vivo OCT images which disclosed retinal structures were published [30, 43]. Since then, OCT
technique has received a rapid acceptance and attracted increasing attention of many research groups
worldwide. In 1996, Carl Zeiss Meditec introduced the first commercial OCT instrument. In the
recent decades, people realized that imaging in tissues, which are not as transparent as eyes, is
possible with a longer wavelength which allows for reduced scattering and improved penetration
[44, 45]. Thus OCT has been expanded to many clinical areas such as gynecology [46], pulmonology
[47], gastroenterology [48], urology [49], and cardiology [50]. Though the first internal organs OCT
imaging was demonstrated in 1997 [51], ophthalmic OCT is still the most successful application of
OCT technique. Current commercial ophthalmic OCT systems are in common use for research and
clinical practice. Nevertheless, the latest advance of this technology might be able to change the
situation drastically.
In cardiology, current resolution and image contrast of OCT are very promising for improved
characterization of coronary pathology. The potential resulted more in-depth understanding of fac-
tors associated with heart attack is very useful for the development of new therapeutic treatments.
More importantly, imaging catheters have also been developed to gain minimally invasive access to
the main coronary arteries. The latest Fourier-domain OCT systems with a increased imaging speeds
< 100 frames per second can enable imaging long coronary artery segments following a saline injec-
tion. The clinical adoption of OCT in cardiology is expected to become more prevalent. High-speed
OCT may have a significant impact on endoscopic and laparoscopic applications for early neoplastic
changes surveillance as well. The high imaging acquisition can provide wide-field visualization of
broad luminal surface areas to help early stage screening for focal disease. It is anticipated that
this capability to noninvasively explore large tissue volumes could transform diagnosis dramatically.
For example, recent research effort have been made to image human cadaver coronary plaque with
4a resolution close to micrometer [52].
OCT has also played an increasingly important role in many industrial applications, which include
non destructive testing (NDT) and material thickness measurements. Lately, a cross-sectional slice
of the piece of art works was examined by OCT [53]. OCT provides a cross-sectional or even 3D
image with no compromising on the sample. It also offers the freedom to select the depth for
examination, which is superior compared to traditional techniques. OCT systems with feed-back
also can be applied to control manufacturing processes by providing scanning into interiors of hard-
to-reach spaces even in hostile environments, such as radioactive, cryogenic or extreme temperature.
With high-speed data acquisition, or sub-micron resolution, it can be used to perform both real-time
control and off-line measurement.
1.2 Overview of OCT operation
The operation principle behind OCT is analogous to that of ultrasound imaging, where acoustic
waves are sent into a sample and the reflected pulsed sound echo is received and analyzed, then an
axial profile for single transverse location in the sample can be generated. In OCT, optical wave
is used instead. As light travels much faster than sound, the measurements for the intensity and
echo time delay of light, which are back-scattered or back-reflected from various location within
the imaged tissue, is achieved by optical interferometry within certain interferometer. Its depth
resolving power comes from the optical coherence gating mechanism.
When low-coherence light is fed into a interferometer, the light beam will be divide into two
parts by a beam splitter. The part that directed at the sample is called sample arm, containing
the item of interest, the other one directed at a reference retro-reflector (such as a mirror) is called
reference arm. When the two parts of beam reflected back from sample and the reference mirror,
they are recombined at a beam combiner and captured by the interferometer. Then a interferogram
is obtained by optical detector and analyzed to generate a depth profile (A-scan), which represents
the reflectivity distribution along the light propagation direction.
By scanning the probing beam across the sample, a cross-sectional tomography (B-scan) can
be acquired. 3D volumetric images can also be obtained by combining multiple cross-sections.
Therefore, OCT data virtually depicts the variation in optical back scattering or back reflection in
a cross-sectional plane or a volume within the imaged sample.
Based on two types of low-coherence interferometers, two main types of OCT have been devel-
oped, including time domain and frequency domain technique. They are distinct from each other
by the light source and by the implementation of the interferometers.
51.2.1 Time domain OCT
The early OCT implementations [54], referred to as time domain (TD) systems, is implemented
by an axially scanning mirror in the reference arm and detects all wavelengths simultaneously in
a single element detector. A simple optical setup for a time domain OCT system utilizing a low
coherence source and a Michelson-type interferometer is shown in Fig. 1.1.
scanning 
      mirror 
 low-coherence  
Light source 
AD 
demodulator 
detector 
fiber  
coupler 
reference mirror 
sample 
computer 
Figure 1.1: Simplified OCT system setup using a fiber based Michelson interferometer.
This system utilizes the property of low coherence interferometry: noticeable interference fringes
are only generated when the path length difference is within the coherence length of the light source.
The interference of the two light beams can be expressed in Eq. (1.1):
ID = [Rs +Rr] + Sˆ(∆x)
[
2
√
RsRr cos(2∆xk0)
]
(1.1)
where ∆x is the path length difference between reference and sample reflection locations; ID is the
power received at the detector; Rs and Rr are the power for sample and reference arm respectively;
Sˆ is the coherent envelop function of the source; k0 is wavenumber of the center frequency of the
source. This equation shows that the output intensity from the interferometer is a function of the
path length difference ∆x. When the reference mirror is translated, the path length of the reference
beam is scanned and yields a variable time delay. This will result in either destructive or constructive
6interference at the beam combiner. Thus, the output intensity, the interferograms can be measured
and recorded as ∆x gets scanned. This would actually generate an auto-correlation if in a symmetric
interferometer. The amplitude of the envelope varies for different path length differences, while the
peak of the envelope occurs at path length matching (zero path length difference). If, otherwise,
a coherent light source with long coherent length is used, the back-reflected beams will always
interfere and generate an interferogram with constant amplitude. This would have revoked the
ability of ranging the reflection location within the sample.
As mentioned above, when a low coherent light source is used, the interference fringes emerges
onlywhen the reference and sample path lengths were matched to within the coherence length of the
source. The coherence length, lc = 2 ln 2λ
2/(pi∆λ), which is inversely proportional to the spectral
bandwidth of the source, determines the axial resolution. One unique feature of this method is that
this axial resolution is decoupled from the lateral resolution, which is otherwise determined by the
sample arm collection optics.
1.2.2 Frequency domain OCT
In recent years, a new type of OCT imaging method - frequency domain OCT (FDOCT) [55, 56],
also referred as Fourier domain OCT, spectral domain OCT (SDOCT) or spectral radar [57], has
attracted a huge increase in attention due to significant benefit for actual biomedical application. In
fact, the idea of Fourier domain OCT techniques can be traced back in 1995 [58], but the advantage
of the Fourier domain technique was not broadly accepted and exploited until nearly a decade later.
In 2003, several works almost simultaneously demonstrated FDOCT has several orders of magnitude
improvement in system sensitivity, which includes theoretical calculation [59–61] and experimental
results [62–64]. The clinical impact of this breakthrough was phenomenal because the significantly
faster imaging speeds made imaging over very large tissue volume possible [65].
In Fourier domain OCT, the broadband interference is obtained by encoding the optical frequency
with a spectrally scanning source or with a dispersive detector. It calculates the delay time by a
Fourier transform of the interference spectrum of the light. The implementation of FDOCT is
simple as the reference mirror is now immobilized. The acquired signal can be written as a function
of frequency/wavenumber 2 and path length difference in Eq. (1.2).
ID = [Rs +Rr] + Sˆ(∆x)
[
2
√
RsRr cos(2∆x∆k)
]
(1.2)
where ∆k is the wavenumber difference from the center wavenumber k. Eq. (1.2) is similar to
Eq. (1.1) except ∆k. One can realize that the period of the spectral oscillation of the acquired signal
in k space is proportional to the path length difference ∆x. A reflection comes from a location with
2Wavenumber is commonly used for convenience
7shorter path length difference will produce a spectral oscillation with a frequency lower than that of
a longer one. Hence, a Fourier transform of the spectral fringes will result in a depth profile similar
to that acquried from TDOCT. A typical FDOCT system can have a signal to noise ratio (SNR) of
more than 110 dB.
In time domain OCT, interferometric fringes are acquried by rapidly translating the reference
reflector. The imaging speed is limited by the mechanical actuating of the reference mirror, which
is typically below 16kHz. In contrast, Fourier domain OCT avoids the mechanical scanning of the
reference arm and acquires all the reflected light from the sample simultaneously. As shown in
Eq. (1.2), the optical path length difference between the scatters within sample and the reference
reflections is now encoded by the frequency of the interferometric fringes. As implied in Eq. (1.2),
signal resulting from all reflection can be acquired simultaneously as they are represented by different
spectral oscillation frequencies. This way the reflection signal from any depth of the sample can be
collected over the entire measurement time T . Therefor, FDOCT systems are intrinsically more
sensitive than TDOCT systems. The SNRs for TDOCT and SDOCT can be compared for the same
detector responsitivity, acquisition time, and depth scan range [59–61], as expressed in Eq. (1.3).
 SNRTD =
ρT
eN Ps0Rs
SNRFD =
ρT
2e Ps0Rs
(1.3)
where Ps0 is the sample arm power if the sample is fully reflective, Rs is the same sample
reflectivity for both systems, ρ is the detector responsivity, e is the electron charge, N is the number
of channels. From Eq. (1.3), one can clearly see the sensitive advantage of a FDOCT system over a
TDOCT system is about a factor of N/2.
Depending on encoding the spectrum as a function of space or time, there are two varieties of
FDOCT: 1) spectrometer based system [], where a grating is deployed to disperse the broadband light
across a detector array, and 2) swept source OCT, also known as wavelength tuning interferometry
(WTI) [66],optical frequency domain reflectometry (OFDR) [67], and optical frequency domain
imaging (OFDI) [64], which uses a narrowband source rapidly tuned over a broad bandwidth to
measure spectral oscillations in time with a high speed detector.
Spectral domain (SD) OCT
Spectral domain (SD) OCT [7] extracts spectral information by using a dispersive element to dis-
tributing different optical frequencies onto a detector stripe likelikes an array-type detector (Figure
2(a)). Therefore the information of the full depth scan is available within a single exposure.
However, SD-OCT systems commonly suffer from problem what is known as axial depth de-
pendent sensitively fall off, which is not in Time domain OCT. Reflections from deeper locations
will appears to be weaker reflections and the corresponding image quality will be degraded. This
8disadvantage of SD-OCT reduces its ability to imaging of deep internal locations.
Swept source (SS) OCT
Swept source (SS) OCT [8] (Figure 1-2 (b)) uses a frequency tuneabletunable laser and a point source
detector. It tries aims to combine some of the advantages of standard Time domain technique and
Spectral domain OCT. For operation, the laser is rapidly swept across its frequency range for each
sample location. Its detector records the interrference at each wavelength individually and encodes
the spectrum as a function of time.
Compared to Spectral Domain OCT technology, Swept Source OCT does not suffer from inherent
sensitivity degradation at longer imaging depths. Therefore, these systems are the preferred choice
where long imaging depths are desired. One of the main drawbacks of the technique are is the
nonlinearities in the wavelength scanning, especially at high scanning frequencies. Another main
drawback is its limited axial range. By pushing the tuning sweeping speed very high, the coherence
length associated with the instantaneous line-width will suffer.
1.3 Endoscopic optical coherence tomography
Endoscopy, another diagnostic imaging technique, that enables a clinician to peer through the body’s
passageways has long been in existence since the early 1900s [68, 69]. Endoscopy took a great leap
forward in 1960s when fiber-optic endoscopes [70] were introduced. Since their inception, fiber-optic
endoscopes have been used to diagnose lung cancer [71], examine the gastro-intestinal (GI) tract
[72–74], inspect the interior of the colon [75–77], provide direct visualization and guide treatment of
the vagina and cervix [78–80], explore the urinary tract for unusual foreign bodies and malignancies
[81, 82], and evaluate the results of prostate cancer radiation therapy [83, 84]. From an operational
point of view, a fiber endoscope uses a fiber-optic cable (or a bundle of glass or plastic fibers) to
transfer the body cavity images. Fiber endoscopes are usually limited in transverse resolution as
they can typically render at most 30,000 resolvable points. This is equivalent to a two-dimensional
(2-D) image with 150×200 points. Fiber endoscopes also require the use of additional waveguides or
fibers to illuminate the tissue under examination with visible light. Moreover, fiber endoscopes with
a 2.0 mm biopsy channel are typically 5.9 mm in diameter (Olympus GIF-XP160 gastrointestinal
videoscope). This usually limits their usage to wider body passageways such as the GI tract, colon,
etc. Further, fiber endoscopes are useful only for superficial examinations as they do not offer
any form of depth resolved imaging. A recently developed endoscope method, known as spectrally
encoded endoscopy, uses a broadband optical source coupled with a diffraction grating via a single
mode fiber [85]. The diffraction grating disperses different wavelengths angularly; these wavelengthes
are then focused along a line using a front end focusing lens. This endoscope design is single-fiber-
9based and may be used to create much more compact probes than other existing designs. However,
depth perception is not possible in such kind of endoscopic systems.
A three-dimensional (3-D) endoscopic imaging modality that can render cross-sectional view of
the internal tissue structure in the forward region ahead of the probe tip can substantially improve
most forms of needle surgical procedures. This additional imaging dimension is important as it
can help prevent surgical needles from perforating delicate tissue structures, such as blood vessels
and nerves. In the last decade, endoscopic ultrasonography (or endosonography) has been popular
among the physicians as it allows viewing real-time images of intra-abdominal organs. 2-D image
slices acquired from endosonography can be manipulated to render 3-D viewing of internal structures
as well. However, owing to the low spatial resolution of endoscopic ultrasound, its accuracy for
imaging guided intervention, such as staging a tumor is questionable [86]. For instance, a 10 MHz,
64 element linear array, 13 mm wide ultrasound endoscopic probe offers spatial resolution of no more
than 1 mm [87]. At this resolution, one can detect only moderate-sized ( 1 cm or larger in diameter)
tumors. Further, we should note that smaller ultrasonic tips will render even poorer resolution.
Endoscopic MRI that yields relatively higher spatial resolution compared to conventional MRI, CT,
and endoscopic ultrasound, is another option for rather accurate 3-D imaging. However, large-size
endoscopic MRI probes are required to achieve acceptable spatial resolution. For instance, 0.2 mm
× 0.2 mm × 2 mm = 0.08 mm3 voxel size could be achieved by using a large (4 cm diameter loop
coil) size endoscopic MRI system [88]. Notice that in addition to the large size of endoscopic MRI,
which is in centimeters, the depth resolution is still in the millimeters - this defeats the purpose of
the endoscope as an interventional device.
The OCT-based endoscopes are benefit from the relative ease of performing high-speed and high-
resolution OCT systems. In the past decades, various types of OCT probes have been design and
built with the target of specific applications. The important technical characteristics for design
consideration of an OCT probe include the diameter, scanning range, field of view, speed, and
flexibility. Based on their scan mode, OCT probes can be divided into two groups: side-imaging
and forward-imaging probes.
The big benefit of in-vivo OCT imaging is its flexible probes and endoscopes, which is uniquely
suited for non-invasively accessing to various lumens of the human body such as retina, cornea,
arterial plaques, and cervical, et al.
1.3.1 Side-imaging probes
The first side-imaging OCT probe was a first reported in 1996 [10]. In Side-imaging endoscopic OCT
systems [11-13], the OCT probe light is emitted from and collected at the side of the endoscope.
The design of Side-imaging endoscopic OCT probe usually includes a rod mirror or prism attached
to a rotation assembly, which deflect the emitted light on the side of the probe. For application,
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side-imaging endoscopic OCT probes are suitable for imaging within a tubular organ.
1.3.2 Forward-imaging probes
In 1997, Boppart et al. reported 6.4 mm diameter lead zirconate titanate PZT cantilever-based
handheld forward imaging instruments firstly [14]. Unlike side imaging OCT systems, forward-
imaging OCT endoscopes [15-17] emit and collect light in front of the probe; the diameter are
relatively larger than that of side-imaging imaging probes. For application, forward-imaging OCT
probes are useful tool to provide tissue structural information forward of the catheter probe, such
as for device placement or image-guided biopsy.
To date, most of the OCT endoscope/catheter systems are circumferential or side-scanning sys-
tems (2-6). By rotating the probe orientation rapidly, a cross-sectional view of the tissue can be
generated. However, forward-imaging OCT endoscopic systems would be very useful in providing
tissue structural information forward of the probe tip for the purpose of surgical guidance. Unlike
side-imaging OCT systems, the implementation of such a forward-imaging system within a narrow
probe poses very significant technological challenges, and the narrowest forward-imaging scope re-
ported to date, without using our paired-angled rotation-scan technology, has been 2.4 mm wide,
too large to fit within a surgical needle (7).
1.3.3 Penetration in blood
OCT penetration through blood is limited. This fact has been noted by researchers in the field of
intravascular imaging since late 90’s [89]. OCT signal attenuation by blood has been believed to
be a result of the optical scattering rising from intracellular/extracellular refractive index mismatch
between the cytoplasm of erythrocytes and serum for infrared light.
This belief was qualitatively verified in [90]. A reflector, as a target, was imaged by OCT in the
presence of saline, blood (hematocrit [Hct], 35%), and lysed blood (Hct, 1%). As shown in Fig. 1 of
the article, it was difficult to locate the reflector in presence of blood while signal intensity returned
to values close to saline after the red cells were lysed. This implies that membranes or hemoglobin
absorption is not the main source of near infrared attenuation by blood.
In the same work [90], OCT penetration depth in blood was investigated and quantified to be
about 2mm by their experimental setup. A reflector was placed in a tubing with a diameter of 6mm.
The section of reflector imaged was about 2mm below inner surface of tubing. Once blood was
introduced into system and circulated, OCT imaging of reflector was performed. After compounds
were introduced into blood to balance the intracellular/extracellular index, an even higher contrast
was achieved due to the reduced signal attenuation by scattering.
However, this result can not be regarded as an accurate estimation for OCT penetration depth
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in real blood environments as it was achieved in a saline-diluted blood with an Hct of 35%. The
authors stated several reasons why they did not use fresh blood. Second, the target imaged in the
test was a metal reflector. One would expect a weaker signal for biological tissues like vessel wall.
A more close to practical applications but less quantitative test was carried in [89]. The impact
of blood on OCT imaging, with and without saline injections, was compared. Immediately following
a saline injection, nearly the entire wall of the aorta was visible. A small portion of the front was
present in the image, obstructing the view of the vessel wall behind it. The second image was taken
when blood filled almost half the lumen, resulting in an inability to identify the vessel wall in this
region. When no saline injection was performed, the wall could only be delineated when the catheter
was in direct approximation.
The most common ways to get a clear view for OCT examination in blood environment are saline
flush and balloon occlusion [91, 92].
When saline flush is applied, the time span for clear OCT imaging is about 2-3 seconds [92–94]
while the volume injected per bolus is about 8-10ml [92–95]. This relatively short window allows
sampling of only discrete transverse segments, precluding continuous imaging of longer sections of
vessel walls [92, 93]. Another problem with saline flush is that imaging during rapid variations in
saline flow might produce a “wavy” appearance of the vessel wall [89]. In addition, saline delivery
through the guide catheter to displace blood was inefficient for some tissue structures [94]. Several
factors that influence the effectiveness of saline flush were discussed in [94].
With proximal balloon occlusion and continuous flushing, longer segments of vessel walls can be
imaged. The LightLab system utilizes low pressure (0.5 atm) proximal balloon occlusion together
with distal flush from the tip of the catheter. With balloon occlusion for 35 seconds and a pull-back
rate of 1 mm/second, continuous imaging of a 35 mm coronary segment is possible [92]. The disad-
vantages for balloon occlusion are the relatively cumbersome configuration compared with current
intra-vascular ultra-sound (IVUS) systems, possible transient ischemia in the territory of the artery
under study, and some concerns about the local consequences of balloon inflation. Furthermore,
inadequate displacement of blood can be a problem in vessels with a diameter of 3.5 mm or greater,
where large bifurcations are present and in the presence of competitive flow from collaterals or bypass
grafts [92].
A discussion on how to select the two different methods can be found in [89].
Since 1999, relying on saline flush or balloon occlusion, intravascular OCT imaging has been
used to different applications, such as intra-arterial imaging [89] (1999), visualization of coronary
atherosclerotic plaques [93] (2002), evaluation of intracoronary stenting [94] (2003), mechanical
analysis of atherosclerotic plaques [95] (2004).
Saline flush or balloon occlusions have been remaining the dominating methods facilitating OCT
imaging in blood environment until 2007 [91]. In a very recent review on cardiac OCT [92], several
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methods were summarized, including saline flush, balloon occlusion, index matching, and replace-
ment of blood with optically transparent hemoglobin-based blood substitute. The later two, index
matching technique [90] and transparent substitute were rarely reported. Although they are poten-
tially to be a elegant way to improve the penetration, current compounds for index matching do not
increase penetration sufficiently for in vivo use, as admitted by the authors [90]. In the most recent
paper (Dec 2008) reviewed here [96], saline flush was still employed to get a clear view for OCT
imaging in order to investigate mechanical properties of vascular tissues.
Most reported cardiac OCT practices up to now are still using saline flush or balloon occlusion.
Some other mitigation techniques have been investigated, such as index matching. Although appear
to be promising, their practical applications haven’t been reported yet.
A metal target, covered by 2mm deep diluted blood flow, was successfully located [90]. Without
saline injection, vessel walls were able to be delineated when the catheter was in direct approximation
as shown in [89]. Both of above imply there is a possibility that the forward-looking PARS probe
can recognize the aortic valve in front of it while its tip is approaching to the near vicinity of the
valve during a procedure of valvuloplasty.
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Chapter 2
Optical Coherence Tomography
Probe I - Manual Scanning
Optical Coherence Tomography’s (OCT) non-invasive nature and high resolution has made it an
important modality in the field of biomedical imaging since 90’s [1]. Aside from ophthalmology
applications [2, 3], OCT has been implemented in various probes and endoscopic formats for various
applications [4, 5]. Various methods for sweeping the OCT probe beam to accomplish scans have
been developed over the years and almost all of them involve some form of mechanical actuations.
While these systems allow for good scan controls and result in excellently rendered OCT images,
they do come with the associated cost of additional hardware that need to be integrated well onto
the probes. A hand-held OCT probe that can be manually swept over the region of interest by the
user and that provides an OCT scan of the biological structures along the device’s motion trajectory,
can potentially simplify the whole procedure of image acquisition.
In this chapter, we report a new OCT probe design based on position tracking to achieve the
above manual-scanning capability. We developed an optical monitoring system can continuously
track the position and orientation (henceforth referred to as the pose) of a simple OCT probe while
the probe is manually scanned over a region of interest. Both planar 2D images and volumetric
3D images could be reconstructed by orienting each OCT depth scan (A-scan) according to their
individual spatial location and direction as resolved from the poses of the hand-held device. Unlike
mechanically actuated OCT probes that reconstruct images based on pre-determined scan patterns
[6–13], this method can objectively track and measure the real scan pattern regardless of the scanning
mechanism or pattern.
2.1 Hand-Held manual scanning probe by position tracking
One possible way to acquire images is to build a non-scanning probe acquiring A lines in forward
direction and surgeons can wave this probe cross the region of interest. If we can track the position
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information of the probe, that can be combined with A line data to create OCT images. This idea
is illustrated in the following figure:
Figure 2.1: Illustration of mechanical and manual scanning
However, challenges are still left. As shown in Figure 2.2, non-uniformity and uncertainty of
hand motion will significantly distort the acquired images since the spatial sampling of OCT axial
scans can not maintain uniform. Therefore if there is not external mechanism to restore the hand
motion information, one cannot recover the structure under test.
Figure 2.2: Image artifact induced by non-uniformity of hand motion.
The new design concept has three major advantages. First, the construction of such an OCT
probe can be fairly simple since the user will provide the actuation force; the low associated fabri-
cation cost is advantageous for applications that call for disposable probes. Second, the absence of
a mechanical actuation system allows for very lightweight OCT probe designs; the user can thereby
achieve greater control finesse during probe usage. Third, this design has significant flexibility as it
allows the user to manually scan the region of his/her interest along almost any arbitrary pattern
he/she desires, as long as the trajectory of the device is within the tracking frame of the monitoring
system.
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2.2 Implementation and verification
The implemented tracking system is schematically illustrated in Figure 2.3. Four infrared LEDs
centered at 950 nm were mounted on a tetrahedron frame to serve as feature points. Taking one of
the LEDs as the origin of the reference frame, the coordinates for these feature points were (0, 0, 0),
(43mm, 0, 0), (0, 43mm, 0), (0, 0, 43mm) respectively. An OCT needle probe was attached to this
frame along the direction of (-1, -1, -1). A monochrome CMOS camera with a focal length of 25.4mm
was placed about 51cm away from the hand-held probe. Its frame rate was configured at 30fps with
a pixel array of 1280 by 1024. The sensor pixel size is 5.2 microns. With this optical arrangement,
a plane 51 cm from the camera was recorded with a magnification factor of 0.05 and the achieved
field-of-view was 13.3cm by 10.6cm. The camera captured 2D images of the feature points. The
positions of these four feature points in the recorded images provide sufficient information for the
determination of the probe’s pose in 3D.
Figure 2.3: Schematic of the tracking system. The left bottom inset is a photo of our prototype
hand-held probe. The right top inset is a 3D rendering of the probe by the tracking system.
In the first stage of pose determination, we employ a pair of blob detector and tracker programs to
locate the feature points in each image and track their correspondence among a sequence of images.
We then determine each feature point’s location with sub-pixel resolution ( 0.03 pixels) by applying
a centroid-based estimation algorithm in a surrounding square region after the center of the feature
point has been approximately identified by the programs. The choice of the selected region size will
ultimately impact on the achieved accuracy of the pose computation. Our evaluation experiments
(described later in this paper) led us to choose a 21 x 21 pixel grid for optimal operation.
Next, we employed a pose estimation algorithm known as Pose from Orthography and Scaling
with ITerations (POSIT)[14] to compute the pose. The POSIT algorithm was chosen for its fast con-
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vergence. The algorithm basically applies the scaled orthographic projection (SOP) to approximate
the prospective projection occurring in the camera; it simplifies the task of solving a set of nonlinear
equations into iteratively solving a few sets of linear equations. The tracking system allowed us to
track the probe’s pose at intervals limited only by the camera’s frame rate of 30 fps. The workflow
of the system is shown below:
Figure 2.4: Workflow of the OCT tracking system
Our OCT probe consisted of a needle probe with a diameter of 1.2 mm and length of 63.5 mm.
A 3 mm long 0.29 pitch GRIN lens connected to a single mode fiber via a glass ferrule was housed
within this needle probe. This probe focused light at a working distance of 3.9 mm (in air) ahead
of its tip with a spot size of 19 microns. The schematics of the probe is illustrated in Figure 2.5. A
swept laser centered at 1310nm with a scan range of about 100nm and an average power of 8.5mW
served as the OCT light source. The depth scan acquisition rate (A line rate) was 333 Hz. The
sensitivity of this OCT probe was measured as 95dB. Concurrent with the pose tracking, our OCT
probe continuously acquired A-scans and transferred the data into the computer.
Figure 2.5: Schematics of the hand-held probe
The accuracy of our pose tracking system was examined through the following evaluation exper-
iment. We mounted the probe onto a mechanical stage that was translated over a length of 1mm
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along the scan direction (orthogonal to the OCT probe’s main axis) in increments of 10 microns.
At each location, a group of 100 images were captured as a sufficient statistical ensemble and ana-
lyzed for pose estimation. For each sample image, we varied the size of the selected square regions
around each identified feature point from 3 x 3 to 201 x 201 pixels during feature point centroid
computations.
Figure 2.6: Tracking accuracy characterization
For each window size, we then computed the mean residual error and the standard deviation of
the estimated displacements based on the collected data. These quantities deserve some elaborations.
As the probe was translated in this experiment via a mechanical stage, its position was known at
all times. We refer to the difference between this known position and the position computed by
the tracking system as the residual error. The average of this error over the set of 100 images at
each location is defined as the mean residual error. In effect, this quantity is a measure of the
systematic positional error. The computed position varied from image frame to image frame as well,
even when the probe was fixed in position. We refer to this variation as the standard deviation.
In effect, this quantity is a measure of the random error associated with the measurement process.
Figure 2.6 shows the behavior of these two errors (averaged over all the locations) as a function
of the selected window size. We can see that both curves achieved minima at a window size of 21
pixels. This directed our window size choice for our pose estimation process. Here we define the
tracking accuracy as the sum of the above two types of errors. As indicated in Figure 2.6, we were
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able to determine the position of the probe with an accuracy of 5.8 microns at the optimal window
size.
The existence of a sweet spot for positional accuracy is not surprising. If we choose a window
size that is overly small, we will reject some of the light contribution from the feature point from
the position calculation and therefore expect to introduce errors. On the other hand, an overly large
window size ensures that we fully consider all light contributions associated with the feature point;
however, such a choice will also assign undue weighting on spurious background signals.
We further evaluated the probe’s tracking ability perpendicular to the scan direction (in other
words, along the OCT probe’s main axis) via a similar experiment and determined that the tracking
accuracy along that axis was 18.8 µm.
2.3 Proof-of-Principle experiments
To demonstrate that this tracking approach can indeed be employed to generate reasonable OCT
images, we performed a number of scans with the probe on a phantom sample. The phantom sample
consisted of an agarose gel block embedded with 0.2 micron latex microspheres at 0.66% volume
concentration. Two grooves were intentionally carved on its surface. They were roughly 2.5mm
wide and spaced 2.2mm apart. The first groove was 1.3 mm deep and the second was 0.3 mm deep.
We first translated the probe across the surface of this sample via a motorized translation stage.
The collected OCT image from this scan is shown in Figure 2.7(a) and serves as the control. Next,
we held the probe by hand and manually scanned the probe across the sample. This manual scan
took 6 second and occurred over a length of 7.5 mm. If we simply stack the collected A-scans
based on time-order, the resulting OCT image (shown in Figure 2.7(b)) corresponds poorly to our
control image (Figure 2.7(a)). This is attributable to the fact that our manual scan motion exhibited
significant velocity variations during the scan. In comparison, the construction of the OCT image
based on accurate tracking of the probe’s position did a significantly better job at rendering an
accurate OCT image (Figure 2.7(c)).
It is worth to mention that the frame rate of the camera was relatively slow compared to the A
line acquisition rate thus there were about 10 A lines acquired between probe pose determination.
We estimated the probe position for each A line by linear interpolation from the known probe pose-
time points. This interpolation might introduce some pose errors. The rendered image in Figure
7(c) contains possible maximal interpolation-induced errors of 40 microns, which can be reduced
with a camera of higher frame rate.
We next applied this method to image the gill pocket structures of a 54 stage Xenopus Laevis
tadpole, as shown in Figure 8(a). Figure 8(b) shows an uncorrected manual scan OCT image and
Figure 8(c) shows a corrected version. One can see the two gill pockets at left side have apparently
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Figure 2.7: (a) Target phantom image by a motorized stage scanning (control group); (b) Target
phantom image by manual scanning and reconstructed based on time order; (c) Target phantom
image by manual scanning and reconstructed based on estimated displacement.
different shapes in the two images.
These experiments demonstrated that continuous pose tracking of an OCT probe is indeed useful
as a means for accomplishing OCT image renderings. The position determination accuracy of
6 microns along two dimension and 19 microns along the third dimension in our prototype is a
sufficiently good match with the associated resolution of the OCT system. Our proposed system
can be improved by incorporating a faster frame-rate pose tracker to allow for more accurate pose
tracking. Pose accuracy can also be potentially improved by employing multiple cameras at different
angles to monitor the probe’s movement. This tracking system approach is potentially a good
match with the confined work environment of the surgical suite, as the involved tracking camera can
potentially be mounted on the suite’s ceiling.
Furthermore, we also tested the 3D tracking capability of the system. In the preliminary study,
we did not image any sample; instead we acquired dummy axial scans and tracked the probe position
while a user moving the probe in 3D. Then we placed the dummy axial scans into their corresponding
positions. This way we can visualize the trajectory of the hand motion in 3D. Some of those tracked
trajectories are shown below:
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Figure 2.8: ((a) Photo of a 54 stage Xenopus Laevis tadpole specimen and the scanning probe’s
tip; (b) OCT image acquired by manually scanning without tracking correction; (c) OCT image
acquired by manually scanning with tracking correction; g, gill pockets.
Figure 2.9: 3D scan patterns
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Chapter 3
Optical Coherence Tomography
Probe II - Mechanical Scanning
This chapter is to present some continuing improvement on Paired-Angle-Rotation Scanning (PARS)
forward-imaging probe [1–3]. These include a more precise theoretical modeling of the scanning and
a new design of 21/23 gauge hand-held probe. We will start with a short review on the PARS
technology.
3.1 Paired-Angle-Rotation Scanning (PARS) Forward-Imaging
Probe
Forward-imaging OCT endoscopic systems can be very useful in providing tissue structural infor-
mation forward of the probe tip for the purpose of surgery guidance. Unlike side-imaging OCT
systems, the implementation of such a system within a narrow probe poses very significant techno-
logical challenges. Boppart et al. [4] and Liu et al. [5] reported on two implementation approaches.
The more recent report by Liu described a probe consists of an imaging fiber tip that is physi-
cally actuated by a piezoelectric cantilever. This probe is 2.4mm wide and renders relatively high
quality two-dimensional scans (or B-scans). Another forward-imaging OCT probe uses 2-D micro-
electromechanical systems (MEMS) to scan the sample beam and hence renders 3-D OCT images
[6]. However, the size of the MEMS based OCT probe has 4.3 mm diameter, which is simply too
big to fit within a surgical needle. Hence, the development of a much narrower ( 1 mm diameter)
forward-imaging needle probe with high-speed three-dimensional (3-D) imaging capability is highly
desirable for IGI applications.
PARS probe is designed as a forward-imaging endoscopic probe. It features with small diameter
capabilities, which is essentially only limited by the diameter of the GRIN lens available. This
attributes to the design that the actuation system is located far away from the tip of the probe. At
the same time, by programming the actuation mode, one can achieve different scan patterns, which
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are able to provide volumetric scanning capability.
The following drawing shows the principle of a typical PARS probe.
Figure 3.1: The principle of PARS scanning
As shown above, the device contains two segment of GRIN lenses. The GRIN lens 1 is connected
to the delivery single mode fiber and collimates the probing beam. Its output end is angle-cut so
that the exiting beam will be deflected first due to the air and glass interface. The deflected beam
will then propagate a short distance ( 50-100 microns) before reaching the GRIN lens 2, where the
second refraction occurs and the beam is future deflected. The GRIN lens 2 also works as a focusing
lens so that the collimated beam will be converged to a working distance ahead of the output end
of the lens. While counter-rotating both lenses, the beam can have a fan-shape scan pattern, while
it is focused to the desired working distance as well.
To realize this idea, we also need to provide actuation system to provide driving torque and
tubing assembly to mount the lenses. Below is a typical implementation of a PARS probe.
Figure 3.2: Implementation of PARS probe
As shown above, the probe consists of two needles: inner needle, which encases the first GRIN
lens; outer needle, which contains the second lens. We also notice that when the two angle cut
surfaces are aligned parallel, the beam will not be deflected; when they have the largest angle
between them, the beam will be deflected most.
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In deed, rotating two wedge prisms to steer beam in 2D have been studied. Some early works on
dual wedge scanner can be traced back to 1980s [7]. Recently researchers have applied this scanner
to Confocal Reflectance Microscopy 1 in the Optical Science Laboratory of Chuck DiMarzio at
Northeastern University.
While the idea is similar, the key difference here is that PARS uses wedge GRIN lens instead
of wedge prism, which eliminates the need for an extra lens in front of prisms to focus the beam
to a desired working distance. By combining beam steering and focusing in a single miniaturized
optical element, our method can potentially result in a smaller probe diameter as there is no bulky
lenses necessary. The diameter is only limited by that of GRIN lens. GRIN lenses with 250 micron
diameter have been commercially available.
3.2 Theoretical Modeling of PARS Scanning
Our previous study has shown that the relationship between the deflection angle and the rotation
angle of the two GRIN lens are not linear. However, the old model has taken some significant
simplification, such as small deflection angle approximation. The study in this section is triggered
by two questions: what is the actual scan pattern of the PARS probes? And will the counter-rotating
PARS scanning indeed have a line scan pattern?
To answer the above two questions, we take no approximation and strictly solve refraction within
the actual geometry configurations. The following figure shows the schematics of our model calcu-
lation.
Figure 3.3: PARS scan geometric configuration
1http://www.ece.neu.edu/groups/osl/research-new/dwcr.html
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Since the majority of light deflection occurs at the interface of the two angle-cut surfaces, we will
focus our calculation onto this part only, although there exist some minor deflections at the final exit
surface of the second GRIN lens. In the above figure, OO’ represents the direction of optical axis,
OA represents the beam direction after exiting the first GRIN lens and OB represents the surface
normal of the angle cut surface of the second GRIN lens. OC then is the direction of refracted light
beam after entering into the second lens. By solving all the angle and length listed in the graph,
one can eventually get the angle between OC and OO’.
The derivation starts from solving the triangle O’AB, where we can compute the length of e as
following:
e =
√
tan2 ψ − tan2 β + 2 tanψ tanβ cos(∆ξ) (3.1)
We can then express the incident angle for the refraction on the angel-cut surface of the second
lens as the following:
IncidentAngle = cos−1
(
sec2 ψ + sec2 β − tan2 ψ − tan2 β + 2 tanψ tanβ cos(∆ξ)
2 secψ secβ
)
(3.2)
And based on the Snell’s law, the exit angel can be computed as below:
ExitAngle = sin−1
(
sin(IncidentAngle)
N
)
(3.3)
These angle values are planar angle inside the plane OAB. We then need to calculate the actual
angle between the refracted beam direction OC and the optical axis OO’. To do this, we need to
get the length of f and solve triangle OO’C. Two important angles involved are the angles between
a and e, e and f. The results are shown below:
Angle ae = sin−1
(
sin(IncidentAngle)
e secβ
)
(3.4)
Angle ef = pi − (Angle ae+ ExitAngle) (3.5)
Now we have all the information to compute the length f, as shown below:
f =
sin(Angle ae) secψ
sinAngle ef
(3.6)
Then the angle θ between OC and OO’ is presented as: θ = cos−1 (1/f)
Now we can continue to compute the off-plane angle ? by solving the triangle O’CB. We first
need to know the lengths of g, e1, and e2.
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g =
√
f2 − 1 (3.7)
e1 =
sin(ExitAngle) secψ
sin(Angle ef)
(3.8)
e2 = e− e1 (3.9)
Then we are now able to calculate the angle between g and d:
Angle gd = cos−1
(
g2 + tan2 β − e22
2g tanβ
)
(3.10)
This angle is directly related to the off-plane angle φ, as following:
φ = ξ +Angle gd (3.11)
By now we have both the deflection angle θ and off-plane angle φ. We wrote a MATLAB code
to solve this automatically so that we can sweep the rotation angle (the angle between plane OO’A
and OO’B) to get a full characterization for the evolution of angle OC and OO’.
Based on this strict model, the dependence of the deflection angle and the off-plane angle on the
rotation angle is plotted in the following figure with comparison to the old model.
Figure 3.4: Comparison between the new and the old model
From the above plot, we can see that both model agree well with the deflection angle’s de-
pendency. However, they differ a lot on the off-plane angle’s dependence. While the new model
discloses that the beam deviates from the scanning plane mildly along the entire scanning range, the
old model indicates that the deviation gets significantly large (over 20 degree) when the deflection
37
angle is small. But during all of our experiments, we have never observed large angle deviation,
which suggest that the prediction of old model has considerable error. On the other hand, that of
new model appears to agree with the experimental observations.
To confirm our model, we next simulated the scan pattern of counter rotating GRIN lens with
ZEMAX. The simulation results of deflection angle dependency are presented in the plot below:
Figure 3.5: Comparison between ZEMAX simulation and the new model for deflection angle
From the above figure, we can see that the new model agrees well with the simulation in the
deflection dependency. We also simulated the off-plane angle in ZEMAX, the result is shown in
below.
Figure 3.6: Simulated off-plane angle
Although it differs from the theoretical model, we noticed that difference is well below 5 degree,
as both the model and the simulation indicate a relatively small off-plane deviation.
Finally, we compared the scan pattern on a plane perpendicular to the optical axis of the lenses.
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These are shown in the following figure.
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Figure 3.7: Scan pattern comparison. Blue trace is based on the old model. Green trace is based
on the new model. (This figure amplified 10 times vertically to enhance the visualization of the
difference)
This figure discloses that the PRAS scanning is indeed not within a single plane. And the more
accurate model indicates less deviation when the deflection angle is small.
Furthermore, we proposed a simple method to experimentally measure the deflection angle depen-
dency. This approach utilizes the inherent depth resolving capability of OCT and is now explained
below:
We first place a mirror perpendicular to the probe axis and acquire an OCT image of the mirror.
One of such images is shown in the following figure.
Figure 3.8: Experimental measurement of deflection angle dependency
The top bright line (AC) is caused by the tip of the probe and the bottom bright line (BD) is
caused by the mirror. Although both the tip and the mirror are flat plane, they appear to be curved
in the OCT image. This is due to the non-parallel scanning of the probe. This phenomenon imposes
distortion on the OCT images, but on the other hand, we can make use of it since it carries the
information of deflection angle.
Here we draw the geometry configuration next to the OCT image. Clearly, the axial distance
between AB is shorter then CD, and the ratio of these two defines the deflection angle θ as the
following equation:
θ = cos−1
(
Ay −By
Cy −Dy
)
(3.12)
Where Ay, By, Cy, and Dy represents the axial location of these points. And these this infor-
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mation has already been carried in the OCT image. One can easily measure them from the OCT
image next to it.
We have successfully implemented an algorithm to automatically detect the bright lines and mea-
sure the distance between them from OCT images. Since the lenses were rotated at a constant speed,
we can plot the calculated deflection angle versus the rotation angle after a one-time calibration.
Such a measurement will be presented in the next chapter.
3.3 Design and Fabrication of 21/23 Gauge Hand-held Probe
The hand-held probe consists of two major parts: the actuation system and tubing assemblies. The
actuation system is responsible for driving two GRIN lens counter-rotating. The tubing assemblies
are to encase the lens so that they can be mounted into the actuation system. The following figure
illustrates the overall shape of the device.
Figure 3.9: 21/23 gauge hand-held probe
3.3.1 The actuation system
The system includes a miniaturized motor, which provides the driving torque, and a set of gear to
distribute the torque to the inner and outer needles. The motor we used is a 6mm diameter Micro
Planetary Gear Motor. It operates at 3V DC and 40mA providing a maximum torque of 25gcm.
The No-load speed is 1000rpm. While providing these performances, it weights only 2.1g and has a
length of 21.4mm. These make it a very good fit for a hand-held device.
As, shown in the following figure, we employed four gears to distribute the driving torque. First,
the gear on the motor shaft is connected to two other gears, among which one is bounded to the
inner needle to drive the lens; the other is a compound gear that has two gears attached to a common
shaft. One of the compound gears is driven by the gear on the motor shaft; the other is connected
the gear on the outer needle. Because of the bridging of this compound gear, the rotation directions
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for inner and outer needle are reversed.
3.3.2 The tubing assemblies
The following figure shows the overall configuration of the tube assemblies.
Figure 3.10: Tubing Assembly for 21/23 gauge hand-held probe
The tube assemblies include three major parts: the inner needle, the outer needle, and the
rotatory jointer.
The outer needle
The structure of the outer needle is displayed below:
Figure 3.11: Schematics of the outer needle
The outer needle includes two stainless tubes and a GRIN lens. The short tube, as shown in
the above figure as the 27 gauge extra thin wall, has a length of 6.4mm to encase the GRIN lens
that has the same length. The outer end of lens is flat, the inner end has a 12 degree angle cut
to achieve the desired deflection. After the lens is encased into the short tubing sleeve, they will
be glued together to form a compound piece. The long tube is a 23 gauge thin wall tubing with
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a length of 76mm. The compound piece is then inserted into the long tube and glued together to
finish the construction of the outer needle.
The inner needle
The structure of the inner needle is shown below:
Figure 3.12: Schematics of the inner needle
The inner needle has two parts: a customized fiber/GRIN lens assembly and a stainless tube.
The fiber/GRIN lens assembly has two GRIN lenses at the two ends. At the output end, there is
a GRIN lens that can collimate the output beam from the delivery fiber and it has a 12 degree
angle cut to initiate the deflection. At the input end, there is a second GRIN lens that focuses the
collimated light from the rotary jointer into the fiber connecting the two lenses. The entire assembly
is encased and glued into a 27 gauge extra thin wall tube. The total length of the fiber/GRIN lens
assembly is about 90mm. Since the fabrication of this assembly involving splicing two segments of
fiber pieces, the variance of the overall length is larger than a normal fiber assembly. Therefore, we
measure their length first and cut each tube accordingly to fit each fiber assembly respectively.
The rotary jointer
The schematics of the rotary jointer is displayed below:
Figure 3.13: Schematics of the rotary jointer
42
The rotary jointer is responsible for providing a rotary connection between inner needle and the
external deliver fiber so that when the needles are rotating the external fiber would get twisted and
entangled. To achieve this, as described above, we redesigned the inner needle to make it has two
ends. The input end can now take a collimated beam. We added another GRIN lens on the rotary
jointer part so that it can collimate the beam from the delivery fiber and send to the inner needle.
As shown above, the GRIN lens and part of the fiber pigtail is encased into a 27 gauge extra thin
wall tube with a length of 11.5 mm to help protect it.
Here we also show how the electrical and optical parts are interconnected to each other to make
the entire system operate.
Figure 3.14: System function diagram
Also, we compare the physical specifications of our prototype with commercial available vitrectors
to show its compatibility and feasibility in vitrectomy surgeries.
Table 3.1: Form factor comparison
Finally, a photo of our prototype is displayed below:
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Figure 3.15: Photography of prototype hand-held PARS probe
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Chapter 4
Clinical Applications of PARS
Probe
In this chapter, we will present two potential clinical applications of PARS probe: collector chan-
nel localization for glaucoma stent implantation and vitreous remnant detection for live animal
vitrectomy.
4.1 Collector Channel Imaging for Glaucoma Treatment
The majority of open angle glaucomas result from the retention of aqueous humor. This is mainly
caused by abnormalities in the trabecular meshwork (TM) that increase the resistance of aqueous hu-
mor outflow into Schlemm’s canal (SC), thereby reducing physiological outflow through the collector
channels (CCs) and the episcleral veins[1]. Recently stents have been developed to bypass the fluid
resisting TM. For example, as shown in Figure 1(a), the Glaukos iStent® is a micro-bypass stent
that is surgically implanted into the TM, effectively bypassing the obstructed meshwork, thereby
reestablishing physiological outflow of aqueous humor into SC[2, 3].
The implantation process involves introducing the stent into the anterior chamber through a
corneal incision. It is advanced across the iris until it can be implanted in the TM. Recent research
has shown that SC cross-sectional area is wider in the nasal inferior quadrant of the anterior chamber,
suggesting a greater prevalence of CCs draining that segment of SC [4]. It is hypothesized that
implanting a stent in closer proximity to these active CCs, may increase fluid outflow. To test this
hypothesis, it is first necessary to determine the location of the CCs.
Both high resolution and depth-resolving capability have made Optical Coherence Tomography
(OCT) an important ophthalmic diagnostic tool[5, 6]. As scleral tissue and the TM are not trans-
parent to visible light, OCT may be useful to visualize and locate the CCs. Commercial spectral
domain (SD) - OCT systems with a light source centered at 870 nm have been used to image through
the sclera from the exterior surface of the eye[4]. However, there are two major problems with this
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Figure 4.1: Glaucoma bypass stent implantation and its imaging guidance by an endoscopic OCT
probe. (a) The Glaukos iStent® bypassing the TM. (b) Surgical configuration of the OCT imaging
procedure using an endoscopic probe. The inset illustrates the relative positions of physiological
structures and the probe.
method. First, the CCs were not clearly imaged. Both SC and its junctions with CCs (SC/CC)
are not easily identified and located from those images. This can be attributed to the fact that the
OCT beam coming from outside has been largely scattered by the scleral tissue, especially the blood
in superficial vessels, before reaching SC. As a result, the image contrast of the structures inside
scleral tissue, such as the SC/CC junctions, has been severely impaired. The shadowing effect by
superficial blood vessels obscuring many regions of interest is one example [4]. Images of low contrast
preclude the ability of surgeons to select the optimal implantation location of the stents during the
operation. Also, a number of axial scans (A scans) were averaged to improve the contrast[4]. This
resulted in a scan time of 4.5 seconds, which makes real-time imaging impossible.
Second, for current commercial OCT systems, immobilization of the patient’s head is required
to provide stable images. For instance, in the previous studies[4], a bite bar was used to reduce
eye movement during the 4.5-second scan time and a visual inspection for eye movements between
images was performed to subjectively select valid images. This limits the OCT examination to being
carried out either before an operation or after. Because of the complex episcleral vein structures in
the sclera, it is not easy to trace them back to SC during an operation even if they could have been
located in a pre-acquired OCT image slice. Therefore, it would be much more desirable to have a
real-time imaging method that can view the surgical field from the inside of the anterior chamber
during these surgeries.
OCT endoscopes offer a potential solution to the above problems. They can be placed deep
into tissues and collect reflected optical signals from the desired depth, providing images of much
higher quality by overcoming signal attenuation from intervening tissue such as the sclera or TM.
47
Furthermore, due to their small size, hand-held endoscopic probes can be used intra-operatively and
are capable of providing real-time visualization and guidance for the specific structures of interest[7].
Therefore, we propose an OCT endoscopic probe to determine the locations of CCs for the bypass
stent implantation, as illustrated in Figure 1(b). The proposed probe passes through the corneal
incision for implantation and is advanced across the iris until it is in apposition to the TM, approxi-
mately 0.5 to 1 mm away. Then the probe starts scanning the forward cone in front of its tip in a fan
shape fashion. The OCT beam penetrates TM, imaging the cross-section of the SC and disclosing
the structures inside, such as CCs. The relative geometry between tissue structures and this probe
is shown in the inset. The goal of this research is to develop such an endoscopic OCT probe and
determine if it is capable of locating the CCs exiting from SC and its suitability for intra-operative
ophthalmic applications.
4.1.1 Methods
The Scanning Endoscopic Probe
The prototype endoscopic probe developed in this study is based on a similar design as described in
our previous publications[8, 9]. It contains two stainless steel needles, the inner needle and the outer
needle. Each of them houses one segment of GRIN lens. The OCT laser beam is guided through a
single mode fiber into the inner needle. A glass ferrule is used to fix and center the fiber end inside
the inner needle and it is followed by the first GRIN lens. Both the front surface of the glass ferrule
and the back surface of the lens have been angle-cut to 80 to reduce reflection. The lens is 2.5 mm
long and collimates the incoming laser beam from the delivery fiber end. Its front end has been
polished at a 22.50 angle to initiate the first beam deflection.
The second GRIN lens mounted in the outer needle has a length of 5.6 mm. It further deflects the
beam and focuses it to a working distance ahead of the probe tip. The back end was also polished
at a 22.50 angle and the front end was a blunt end and was sealed with epoxy to avoid fluid leakage.
The outer diameter of both lenses and the ferrule is 1.0 mm. The inner/outer diameter (ID/OD)
of the inner needle is 1.0/1.2 mm, while that of the outer needle is 1.3/1.6 mm. There was a metal
sleeve used to adapt the second lens into the outer needle, which has an ID/OD of 1.0/1.3 mm. The
overall length of the probe is 63.5 mm. Optical grade epoxy was used to glue and fit the optical
components inside the needles. The lenses were fabricated by GRINTECH GmbH [Jena, Germany]
and the needle tubes were machined by Trinity Biomedical Inc [Wisconsin, US]. The schematic of
the probe is illustrated in Figure 2.
By rotating the inner and outer needles (thus the lenses) at the same angular speed but in opposite
directions, the probe can steer the laser beam in a fan shape pattern. Combined with the OCT axial
scan, the probe can provide two dimensional images representing physiological structures in the
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SMF
Glass ferrule GRIN lens 1 GRIN lens 2
Inner needle Outer needle Inner/Outer adapter
Figure 4.2: Schematic of the prototype endoscopic probe. SMF, single-mode fiber.
forward cone of the probe tip. An actuation system was built to drive the needles, as partly pictured
in Figure 3. The system utilizes a single motor and a set of bevel gears to mechanically ensure the
rotation synchronization of the lenses. A feed-back electronic system was also implemented to
maintain a constant rotation speed. The speed deviation was kept within 2.5% of the desired value.
In the following imaging experiments, the system was configured to operate at 0.5 scans per second.
S
Bevel gears of 
the actuation 
system
Outer 
needle
Figure 4.3: A side view of the endoscopic OCT probe and actuation system used in the CC imaging
experiments. A close view of the probe tip and the human cadaver eye tissue underneath is enclosed.
The sample has been dyed with methylene blue. The bevel gears of the actuation systems synchronize
the lens rotation mechanically. The outer needle is 63.5mm long. S, the red aiming beam spot onto
the sample.
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The Swept Source OCT System
As shown in Figure 4, we built an OCT system based on a swept source laser (Micron Optics S3,
Atlanta, Georgia) for this study. The laser is centered at 1310 nm with a wavelength tuning range of
about 100 nm. Two optical circulators were used to assemble the interferometer for the OCT setup.
The output power of the laser is 9.8 mW and the power delivered onto the sample is below 1 mW
due to the passive losses in the system. A 660 nm laser aiming beam with an average power about
10 uW or less was combined with the OCT beam by a WDM (Wavelength-division multiplexing)
coupler. It provides a visible indication of the scanning beam’s position on the tissue. The A scan
rate was configured at 333 Hz.
SampleScanning Probe
SMF
PC
Reference Arm
+
−
Computer
ADC
OCT
Signal
Balance
Detector
10/90 1310nm 
coupler
50/50 1310nm 
coupler
Swept
Source 
Laser
C
C
660/1310nm 
WDM coupler
Aiming
Laser
Figure 4.4: The swept source OCT setup. SMF, single-mode fiber; PC, polarization controller;
ADC, analog-to-digital converter; C, optical circulator.
Imaging the Collector Channel
Human cadaver eye tissue was prepared for OCT imaging. The cornea and surrounding tissue were
dissected from a whole globe, removing the iris, lens and supporting tissue. The resulting shell was
quartered and the segments were dyed with methylene blue for a better visual contrast between the
SC and the sclera. We removed TM from some tissue segments while maintaining TM for other
segments. This formed two groups of samples. Each segment under test was placed in a microscope
slide well with a few drops of basic saline solution to prevent desiccation. The microscope slide was
secured on a mechanical stage. The OCT probe was positioned over the tissue and adjusted to have
a distance of about 1.5 mm from the tip to the sample, as shown in Figure 3. The stage could be
translated to move the sample across the surface perpendicular to the probe’s axis. OCT images
were displayed on the system monitor.
First, we examined the tissue penetration of the 1310 nm OCT light on the samples with TM
intact. To test the penetration over the entire sample, instead of rotating the two needles to gen-
50
erate a fan shape scan, the stage was linearly translated so that the probe was traveling relatively
perpendicular to SC by a longer range to cover the tissue sample while the laser beam was kept
undeflected. Thus the resulting OCT images in this step have a regular rectangular shape.
Upon the verification of the tissue penetration of 1310 nm light, we next proceeded to search and
image CCs using the probe, where the needles were actuated to rotate. The stage was translated so
that the probe was moving relatively along the SC to search CCs, while the beam was scanning the
cross section of the SC in a fan shape pattern, as shown in Figure 1(b). To provide corroboration of
any CCs found by the probe, the experiments in this step were conducted on tissues with their TM
removed so that image confirmation by scanning electron microscopy (SEM) could be performed
later. If the TM were not removed, it would be very difficult to accurately map out the CCs found
underneath over the entire sample and image the appropriate parts of it by SEM. This would have
resulted in a remote chance of correct correlation between OCT and SEM images. Also, during
SEM sample preparation, desiccation of the samples would have caused the TM tissue to obscure
the openings of any CCs found during OCT examination.
Once we located the CCs from the OCT images, we recorded their location and mapped them
across the sample using the scanning visualization provided by the aiming beam. We then sent the
sample for study by using SEM to image those spots where CC openings were located.
4.1.2 Results
A typical OCT image acquired by translating the stage in the penetration verification experiments
is shown in Figure 5(a). It clearly depicts the shape of the cross section of the SC. The tissues
under TM and on the other side of SC wall have almost as good clarity as TM itself. There is no
observable shadow effect from TM. These images verify that the probe operating at 1310 nm can
indeed clearly visualize tissues behind the TM for a considerable distance. Some of these images
even reveal structures that could be CCs branching far away from their openings inside SC.
A typical OCT image acquired by rotating the needles of the endoscopic probe in the experiments
searching CCs is shown in Figure 5(b). From the OCT image, one can clearly see not only the CC’s
opening exiting for the SC wall but also the shape of the channel winding into the sclera. Based on
these images, we were able to quantitatively measure the dimensions of these physiological structures.
The SEM image of the CC is shown in Figure 5(c) for comparison. The two methods agree with
each other indicating the CC’s opening was approximately 120 µm wide.
The probe focuses the probing beam to a working distance of about 1.4 mm (in air) ahead of the
tip. The focal spot was measured to range from 12 to 14 microns in diameter. Both the working
distance and the spot size have a weak dependence on the deflection angle. The maximum variation
of the spot size was 16% and the variation in the working distance was 13%.
A maximum scan range of about 40 degrees (20 degrees for half angle) was achieved. The axial
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Figure 4.5: OCT and SEM images of human cadaver eye tissue segments. (a) OCT image of a tissue
segment with TM intact, acquired by translating the stage. (b) OCT image of a tissue with TM
removed, acquired by rotating the needles of the endoscopic probe. (c) SEM image of the same CC
in (b). O, CC’s opening; T, CC’s path through sclera.
scan range was 3 mm, which was determined by the sampling period in the wavenumber space. The
signal-to-noise ratio of the entire system was measured to be over 95dB.
4.1.3 Discussion
As opposed to 800 nm, the typical wavelength range for ophthalmic OCT imaging used by previous
studies4, 7, a central wavelength of 1310 nm was selected for this study. Indeed, axial resolution
is lower for longer central wavelength assuming the same wavelength scan range. The theoretical
axial resolution of our system is 7.5 microns while that of the previous studies[4] was 1.3 microns.
However, as shown in Figure 5, one can easily identify and locate CCs from the images acquired by
the probe. It indicates that the 7.5-microns axial resolution is sufficient as the dimensions of the
structures are usually on the order of several 10s microns. The fact that the previous systems [4]
with higher axial resolution could not provide images of the same quality could be mainly due to
light scattering and absorption by intervening tissues. Although there was no blood involved in this
ex vivo study, one can expect an improved performance over shorter wavelengths for in vivo studies
since shorter wavelengths suffer more from optical scattering6. Higher water absorption at 1310 nm
should not impair the image contrast as much as expected in external OCT systems. It is because
that the distance from the probe tip to the tissue of interest is usually kept from 0.5 to 1 mm during
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the intended endoscopic imaging procedures.
This wavelength selection of 1310 nm has been verified in the initial penetration verification
experiments. Although we did not happen to catch a CC during those experiments, (which were
not designed to search CCs after all), based on the images we obtained with TM intact, if a CC had
been captured in those experiments, the clarity should be comparable. Besides the advantages of
1310 nm light, this is mainly because that the beam has bypassed the majority of intervening tissues
and the only tissue left is a thin and flimsy layer of TM with its thickness usually around several
10s microns, which can be easily penetrated as shown in Figure 5(a).
Although the rotation speed of the motor was well maintained as constant, the angular speed of
the deflection was not constant. This is because the deflection angle is not linearly related to the
rotation angle9. An accurate relationship of the two angles is critical for accurate image reconstruc-
tion. In this study, based on a simplified model9, we further developed a more accurate theoretical
model to estimate the deflection angle. A ZEMAX [ZEMAX Development Corporation, Washing-
ton, USA] numerical simulation was also used to verify this calculation. Finally, we experimentally
measured the relationship. These results are shown in Figure 6. We applied this result to the final
image reconstruction to obtain the correct geometry of the structures.
In this endoscopic probe design, the actuation system is located far away from the probe tip,
which enables easy miniaturization. The diameter of the probe is mainly limited by that of the
GRIN lenses. Previously we have already achieved a narrower probe10, which was encased in two
needles of 23/21 gauge for the inner/outer needles. Nowadays GRIN lenses with diameter less than
400 microns are commercially available. This can further reduce the probe size and make it small
enough to be introduced through a clear corneal incision for OCT visualization of CC location prior
to or while implanting a bypass shunt.
As mentioned in our previous publication[8], inherent in this technology is the capability to do
volumetric scanning by employing different rotating modes. By driving the lenses at different angular
speeds and switching their rotation direction, we can engineer many volumetric scanning patterns
besides the current planar fan shape scan pattern. Those patterns might permit visualization of
larger areas leading to more rapid identification of tissue structures.
It is worth mentioning that the frame rate of the OCT system (0.5 fps) was limited by the scan
rate of the swept laser. To accumulate enough A scans (666 depth scans in our case) for each OCT
image frame, the rotation speed of our probe had to be kept at a constant value of 15 rpm, which
is much lower than what it can support. OCT engines with A scan rate over 100 kHz have been
demonstrated[10] and OCT systems over 20 kHz are now commercially available as well. These
could significantly increase the frame rate of our endoscopic system.
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Figure 4.6: The relationship between deflection angle θ and rotation angle ξ. Black line shows the
result of the new theoretical model; red line shows the result of the ZEMAX simulation; blue line
shows the result of the experimental measurement.
4.1.4 Conclusion and Future Works
This study demonstrates that our endoscopic probe has sufficient resolution to locate and image CCs
exiting SC in ex vivo human cadaver eyes. It may potentially be adapted to visualize the anterior
chamber intra-operatively to provide guidance for surgeries such as bypass stent implantation.
Motion artifact, a common problem existing in OCT images, results from the relative movement
between tissue target and OCT instrument. During stent implantation, eyelids are usually immo-
bilized by clamps. Since the probe is inserted via a corneal incision, the probe’s position relative
to TM and SC are relatively constant. To further decrease this artifact, higher frame rates (>24
frames/s) need to be achieved for real-time video operation by utilizing OCT systems with faster A
scan rates. This upgrade combined with improved eye immobilization procedures during surgeries
will minimize the motion artifacts.
As mentioned above, volumetric scan patterns can be designed to enable three-dimensional OCT
imaging. Integration of this imaging device with other surgical tools may ultimately provide intra-
operative assistance to surgical procedures that could benefit from real-time imaging guidance.
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4.2 Live animal vitrectomy
Vitrectomy is an ophthalmic procedure, where some or all of the vitreous humor are removed from
the eye. Often times it is one important precursor within a more complicated eye surgery. Successful
vitrectomy benefits many retinal surgeries, such as vitreous floaters, retinal detachment, macular
pucker, diabetic retinopathy.
During this procedure, the complete removal of the vitreous humor is extremely crucial as the
long-term prognosis for patients highly depend on the complete removal of vitreous humor around
retinal tears and holes. However, the direct visual inspection is difficult in this situation. As shown
in Figure 7, currently surgeons will typically illuminate the posterior chamber with a light pipe,
while use a vitrector to dissect the vitreous substances and another pipe to suck the vitreous humor
out. Because the vitreous is transparent, it is hard to distinguish its remnant on retina from other
part of the tissue. Therefore, an intraoperative tool that can help examine the remnant on top of
retina will be very beneficial to the success of the entire surgery.
Figure 4.7: Illustration of the vitrectomy procedure
Due to its tomographic feature, OCT can assist in this examination in that it can generate depth-
resolved images to show the layer structures of retina and beyond. In this capacity, compared to
commercial external OCT systems, a forward-imaging OCT endoscopic probe can be placed in close
proximity to the retinal surface, avoiding the intervening through the cornea, anterior chamber and
crystalline lens. More importantly, the endoscopic probe can be used during the surgery to provide
physicians a real-time feed-back, informing of the location and size of the remnant vitreous humor.
While on the other hand, without this type of visual guidance, during the operation, surgeons have
to remove the vitreous humor based on their practice experience and the chance of complete removal
of vitreous humor is not guaranteed.
PARS probe, designed as an endoscopic probe, is well suited for this purpose, as it has the same
form factor as the light pipe currently used in vitrectomy. Surgeons can potentially reuse the same
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cannula for the light pipe and insert PARS probe to visualize the retinal surface and locate any
residual vitreous humor. This process is depicted in the following figure.
Figure 4.8: Illustration of PARS aiding vitrectomy
With this goal in mind, as detailed in last chapter, we designed and fabricated a prototype
hand-held PARS with an overall diameter of 1.6 mm and 500 micron GRIN lens. To demonstrate
its feasibility of aiding vitrectomy, we carried two sets of imaging experiments: ex-vivo porcine eye
retina imaging and vitrectomy on live rabbit.
4.2.1 ex vivo porcine eye retina imaging
The sample imaged was enucleated porcine eyes. The eyes were harvested and saved appropriately
before the experiment to ensure the integrity of the tissue. As shown in the following figure, dur-
ing the experiment, the cornea, the lens, the anterior chamber, and their surrounding tissue were
dissected off from the whole globe. After the posterior chamber is exposed, vitreous humor was
removed, leaving the retinal inside the globe shell.
a b
Figure 4.9: PARS probe imaging an enucleated porcine eye
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We imaged different parts inside the globe shell, including: retinal layers, optic nerve, blood
vessels, vitreous, RPE, and some sub-retinal features.
First, we imaged the optic nerve and vessels using the probe. As shown in the following two
images, the optic nerve area appear as a vertical well showing the structure near the nerve head.
The holes under the retinal layer represent some prominent blood vessels.
Figure 4.10: OCT image of optical nerve and blood vessel
Next, we compared the cases with vitreous remnant and saline injection. The purpose of this
experiment is to test whether one can distinguish vitreous and saline as while vitreous is sucking off
the globe and saline is injecting into the globe to hold its shape. As shown in the following figure, we
did succeed in differentiating them. But it was because the floating pigment in the saline functioned
as scatters. A more reliable way is still needed.
Figure 4.11: Comparison of vitreous and saline. The floaters in the saline were pigment
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We also investigated a surgical situation that might occur during vitrectomy. Sometimes, sub-
retinal bubbles will be introduced within the operation. We wanted to test whether the imaging
probe can detect this type of abnormality. Therefore, we intentionally introduced a air bubble under
the retina and imaged the areas in and out of the bubble. The results are compared below:
Figure 4.12: Sub-retinal bubble
The image around the bubble area is showing the retina layer is lifted up and stretched due to
the internal air pressure, while the image out of the bubble area shows the retina in a natural status
without tension and lifting.
4.2.2 OCT imaging on vitrectomized rabbit
After confirming the retinal imaging capability of the endoscopic probe, we continued experimental
verification on an animal model. We chose rabbit as the model and carried a vitrectomy on a
euthanized rabbit. The clinical surgery was performed first. The following figure shows the actual
clinical of setting of the rabbit vitrectomy surgery.
After the majority of the vitreous humor was removed from the rabbit’s eye, we inserted our
probe into the globe to locate any vitreous remnant. The imaging results are shown below:
From the above figure, we can clearly see the retinal layers and some remnant vitreous. It mainly
includes three different cases: continuous vitreous, where there are vitreous remnant covering the
entire field of view; scattered vitreous, where there are some vitreous left on top of the retinal; no
vitreous, where there is no vitreous remnant. These results once again verified the effectiveness of
this probe in assisting vitrectomy.
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a b
Figure 4.13: Vitrectomy on live rabbit
Figure 4.14: OCT images of vitrectomized rabbit
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Chapter 5
Optical Coherence Tomography
Probe III – Electrical Scanning
This chapter is to present an investigation on a electrical scanning mechanism for OCT systems.
The core of OCT B scan is beam steering. While both manual scanning and mechanical scanning
involve some movement to physically move the beam, an apparatus utilizing a special EO effect can
be a potential method for endoscopic OCT, which involves no moving parts and are intrinsically
high speed and has random access capability.
5.1 KTN Crystal and Its Electro-Optic Effects
The electro-optic (EO) effect in crystals is a phenomenon where the refractive index is modulated by
an externally applied electric field. Depending on the symmetry of a crystal, two major EO effects
exist: the Pockels effect and the Kerr effect. The Pockels effect is a first-order effect and the change
in the refractive index is linearly proportional to the applied electric field. The Pockels effect occurs
only in noncentrosymmetric materials, such as lithium niobate. On the other hand, the Kerr effect
is a second-order effect, where the change in the refractive index is proportional to the square of
the applied electric field. Although the Kerr effect can effect in any material, only a few materials
can exhibit a useful amount of index change, which include barium titanate, strontium titanate,
strontium barium niobate, and potassium tantalate niobate. The refractive index change for the
two effect are expressed as following:
∆nPockels = −1
2
n3rijE(x) (5.1)
∆nKerr = −1
2
n3sijE(x)
2 (5.2)
where the first equation describes the Pockels effect and the second accounts for the Kerr effect,
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n is the refractive index, rij is the Pockels constant, and sij is the Kerr constant.
One important application of the EO effects is the optical beam deflection. Comparing with other
technologies such as galvanic mirrors, polygon mirrors, microelectromechanical system (MEMS)
mirrors, and acousto-optic deflectors, EO deflector can have a fast response and random access
capability. By introducing linear phase retardation across the beam, they refract light beams. The
deflection angle is controlled by the amount of EO-induced phase delay. A linear phase delay can
be generated by a few different methods, which include forming an EO crystal [1], an electrode [2],
or a ferroelectric domain into a prism shape [3]. The linearly graded refractive index can also be
introduced by the linear distribution of the modulation index with properly designed electrodes [4].
KTN, a mixture or solid solution of potassium tantalate [KTaO3 (KT)] and potassium niobate
[KNbO3 (KN)], exhibits a very large EO effect and has been attracting researchers’ interest [5–7].
The crystal phases of KTN reply on both composition ratio (KT and KN) and the temperature.
The phase change is as shown in the following plot. At cubic phase KTN has inversion symmetry
and its dielectric property is paraelectric and the lowest order effect is the Kerr effect, while for the
other phases it is ferroelectric and the Pockels effect occurs.
While in its cubic phase, KTN crystals are generally deemed to be an insulator since they do
not have free electrons. But electrical conduction might be possible by electric field drift/diffusion
[8], if there is an Ohmic electrical contact with the crystal so that electrons can be injected into
the conduction band of the KTN crystal []. As true charges inside the crystal, the injected electrons
terminate the electric field originating from the anode, and the electric field becomes nonuniform
between the electrodes.
Here the electric field E(x) and the injected electron density Ni(x) are related by Gauss’s law:
ε
e
dE(x)
dx
= Ni(x) (5.3)
where x is the distance from the cathode, ε is the dielectric constant, and e is the unit charge of
an electron. Using the current continuity law, we know the injected electrons drift to the anode and
the current density J is connected to Ni(x) and E(x) as following:
J = eNi(x)µE(x) (5.4)
where µ is the electron mobility in the crystal. Combining the above two equations, we have a
differential equation as follows:
E(x)
dE(x)
dx
=
J
εµ
(5.5)
Solving this equation, we get a few very indicative results:
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1. The E(x)
E(x) =
3
2
E0
√
x
d
(5.6)
where E0 =
V
d . This suggests that the electrical field distribution across the electrodes follows
a square root law.
2. The refractive index change
Since the Kerr effects obeys the square law, as following:
∆n(x) = −1
2
n3sijE(x)
2 (5.7)
Substituting the E(x) formula we got above into it, we have:
∆n(x) = −9
8
n3sij
(x
d
)
E20 (5.8)
This indicates that there has been built a linear the refractive index change profile across
the electrodes. And if a beam passes it, it will be deflected and the deflection angle can be
calculated from above equation as:
θ ∼= L d
dx
∆n(x) = −9
8
n3sij
L
d
E20 (5.9)
This phenomenon with the electrical field and refractive index change is illustrated as below:
Since the optical deflection in this mode involves the injection of electron, this effect has been
termed as space-charge-controlled electro-optic effect.
In practice, the KTN deflector demonstrated a wide deflection angle of ±125mrad (±7.16o with
a low electric field of ±500V/mm and a short interaction length of 5mm [9, 10]. This is enabled
by the successful growth of KTN crystals of optical quality with volumes of over 30 cm3 (e.g.,
40× 40× 20 cm3 by the top seeded solution growth method [11].
In summary, we draw the following diagram to show the intrinsic logic behind this effect.
5.2 OCT Imaging Based on Beam Deflection in KTN Crystal
The essence of optical endoscopes lies in the method how the probing beam is scanned. We realized
that a perfect beam deflection is introduced by linear optical phase retardation, and the slope of
the optical phase profile determines the deflection angle. Therefore, to have a scanning beam, one
needs to generate a time-varying optical phase retardation or profile. The OCT endoscopes, both
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bution, the change in the refractive index induced by the
Kerr effect, and the beam propagation in the crystal.
The governing equations are Gauss’s law and the current
continuity law, which relate the electric field to the density
and motion of the injected electrons. The electric field E!x"
and the injected electron density Ni!x" are related by Gauss’s
law
!
e
dE!x"
dx
= Ni!x" , !5"
where x is the distance from the cathode, ! is the dielectric
constant, and e is the unit charge of an electron. Another
equation that governs the phenomenon is the current conti-
nuity law. The injected electrons drift to the anode and the
current density J is related to Ni!x" and E!x" by
J = eNi!x""E!x" , !6"
where " is the mobility of an electron in the crystal. It is
assumed that the diffusion current is negligible compared
with the drift current. The following differential equation is
derived from Eqs. !5" and !6":
E!x"
dE!x"
dx
=
J
!"
. !7"
We solve this equation with a boundary condition
E!0" = 0. !8"
This condition implies from Eq. !6" that Ni!x" becomes in-
finity at x=0 for a finite value of J. This is satisfied when the
electron injection is sufficient, which we confirmed in our
experiment. The solution of E!x" is expressed as
E!x" =# 2J
!"
x . !9"
By integrating E!x", the applied voltage V is given by
V = $
0
d
E!x"dx =#8
9
J
!"
d3/2, !10"
where d is the electrode gap. From Eqs. !9" and !10", J can
be eliminated and E!x" is expressed as
E!x" =
3
2
E0#xd , !11"
E0 =
V
d
, !12"
where E0 is the electric field without the space-charge effect.
The nonlinear characteristic of the electrical conduction is
also derived from Eq. !10",
J =
9
8
!"
V2
d3
. !13"
The total charge Q of the injected electrons is given by
Q = e$
0
d
Ni!x"dx =
3
2
!
d
V . !14"
This is 3 /2 of the total charge induced at the electrode of a
capacitor with the same geometrical size and at the same
voltage. The factor 3 /2 reflects the fact that the average dis-
tance between the electrons and the anode is less than the
electrode gap d. It is noteworthy here that the total charge is
roughly the same whether the electrons are localized at the
electrode or injected into the crystal.
Then we consider the EO operation with space-charge-
controlled electrical conduction. The change in the refractive
index induced by the Kerr effect is given by
#n!x" = − 12n
3sijE!x"2, !15"
where n and sij are the refractive index and the Kerr constant
of the crystal, respectively. Since the electric field given by
Eq. !11" is nonuniform, the electro-optically induced change
in the refractive index also becomes nonuniform and it is
given by
#n!x" = −
9
8
n3sij% xd&E02. !16"
The above equation indicates that the linear gradient of the
refractive index is induced in this mode of operation. The
distributions of E!x" and #n!x" are shown in Fig. 7!a". As the
optical beam propagates through the crystal, it is cumula-
tively refracted by the linearly graded refractive index as
shown in Fig. 7!b". For a paraxial beam, the deflection angle
$ external to the crystal after the beam has traveled the in-
teraction length L is given by
FIG. 7. !a" Electric field and refractive index distributions. !b" Beam deflec-
tion by linearly graded refractive index. The gray scale schematically shows
the linearly graded refractive index induced by the Kerr effect and the space-
charge effect.
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Figure 5.1: KTN Principle(a) Electric field and refractive index distributions. (b) Beam deflection
by linearly graded refractive index. The gray scale schematically shows the linearly graded refractive
index induced by the Kerr effect and the space- charge effect.
manual and mechanical scanning, we investigated previously achieved this by physically actuating
certain optical elements, thus moving the entire atoms lattice of the material. Here, we can’t help
raise a question: “Can we achieve that by only moving some smaller particles, such as electrons?”
And the answer is Yes.
Indeed the EO effect of KTN crystal is very inspiring when redesigning a novel OCT endoscope.
First, by moving a smaller particle – electron, the KTN crystal can generate the linear phase profile
very fast. The achieved the scanning speed has gone beyond several hundred KHz. Second, the
elimination of complex mechanical parts make a smaller and lighter endoscope possible. Third,
since there are no moving parts involved within this type of scanning, the probe based on it should
be much safer for many delicate surgical applications. Fourth, as we described in last section, the
KTN deflectors do not have to follow a predefined the scanning orbit, like most of mechanical probes
do, the endoscope based on it can have random access capability, meaning the beam can virtually
switch from one direction to another at user’s discretion. One can also program the scanning pattern
easily by designing appropriate scanning voltage. And this feature is particularly desirable for certain
diagnosis and treatment combined situation.
Although KTN based OCT endoscopes have many desirable features that have not been carried
by mechanical methods, there ar several technical urdles that needs to be ov rcome before they can
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Figure 5.2: Space-charge-controlled EO effect principle diagram
actually work as a potential candidate for clinical applications. Among them, chromatic dispersion
is the most important one.
KTN crystal is a dispersive medium. Most of OCT setup described previously are fiber-based and
centered at 1310nm. As the single mode glass fibers, like SMF-28 corning, have their zero dispersion
wavelength at 1310nm, the dispersion compensation of those setup are usually unnecessary unless the
optical path length is extremely long. However, after introducing the KTN crystal into the system,
it results in a significant dispersion in the wavelength band we used. Therefore, an appropriate
dispersion estimation and compensation is a must for the system to operate well. This part of
investigation will be discussed in the next chapter.
5.3 Design and Implementation of a Bench-top KTN OCT
System
Based on the above idea, we designed a bench-top KTN OCT system to verify the feasibility of
KTN scanning for OCT. We utilized a two dimension/axis KTN deflector from NTT-AT to build
the setup. The following figure shows the schematic of the deflector.
The crystal inside has a length of 4mm along the optical axis but an effective optical path length
of 12mm due to a triple pass configuration. The half wave plate is used to rotate the polarization
of the beam to align with the crystal main axis. The first collimation lens is to couple light from
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Figure 5.3: Structure of the KTN deflector
the delivery fiber to the crystal. Th second and the third cylindrical lens are to compensate the
lensing effect of the crystal.
The following schematic shows the electrical and optical configuration of the KTN scanner in
our exp riment.
Figure 5.4: Structure of the KTN scanner
Every crystal is packaged into a temperature-controlled module so that their temperature can be
individually adjusted by the TEC output of the controller, which ensures that the crystals are always
in the cubic phase [12]. The temperature for each crystal and their capacitance is listed below:
Table 5.1: KTN 2-D module operating temperature
Ch# Preset Temperature Capacitance
1(Vertical) 42.0 ℃ 2.00 nF
2(Horizontal) 45.0 ℃ 2.00 nF
The controller also takes input signal and amplifies it 100 times and output to the HV-OUT,
providing the driving voltage to the electrode sandwiching the crystals. And the system maximum
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driving voltage was +/-400 volts and the bandwidth was 3 KHz.
The following figure shows the deflection angle versus the applied voltage for this deflector.
 Fig. 6, 7 are image data to be measured our InGaAs image camera receptivity. Figure 6 is vertical 
and horizontal scan image to applied 300V for eac  channel. Figure 7 is 2D image to operate both 
channels. 
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Fig.5 1 kHz scan angle data at 1 kHz sine wave 
 
 
 
Figure 5.5: Deflection angle versus applied voltage
With the maximum driving voltage, we were able to achieve a maximum deflection angle of 140
mrad, which is equal to 8 °.
As explained before, since there exist the electron injection into the crystal, one might consider the
current consumption of this deflector. In fact, the consumed current is mainly due to the capacitance
of the crystals, which means that the current inside the KTN crystal is negligible compared with the
driving current of the capacitor. In our application, the driving frequency is usually below 100Hz,
which results in a current about 1uA. The dependence of the current and working frequency is
plotted below.
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Figure 5.6: KTN crystal current consumption
The major challenge of building such a system is the focusing optics. This is because the output
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beam size from the crystal is 500 micron. And the largest magnification of currently available
scanning objective is about 10x. This combination yields a lateral resolution around 80 microns.
This does not only make the lateral resolution much larger than the axial resolution but also result
in a small object-side NA. This reduces the light collection from sample thus significantly decreases
the system sensitivity.
Therefore, a set of relay telescope has been designed and implemented to solve this problem.
The schematics is shown below:
Figure 5.7: The relay telescope for bench top KTN OCT setupn
In this design, we used two achromatic lenses to build a conjugate optics. By overlapping the
back focal plane of the two lenses and placing the pivot point of the KTN at the front focal plane of
the lens with shorter focal length, the system essentially reproduce the original pivot point with a
magnification equal to the ratio of the focal lengths of the two lens. In our experiment, we selected
a combination of 250mm and 60mm, yielding a magnification of 4.16. After this relay telescope, we
placed a scanning objective to focus light to its working distance. In the following demonstration,
we selected the LSM02 - 10X OCT Scan Lens (EFL=18 mm) from Thorlabs Inc. A photo of the
bench top system is shown below:
Figure 5.8: Photograph of the bench top relay telescope
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In this study, we built a MI/MZI hybrid interferometer as shown below. In this design, the
sample arm appears to be of a Michelson type interferometer, but the reference arm appears to be of
a Mach–Zehnder type interferometer. Therefore, we eliminate the reflection mirror and associated
free space optics and make the entire setup more portable and robust.
Figure 5.9: Swept source OCT setup used in the KTN experiment
5.4 Proof-of-Principle Experiments
To examine the bench-top KTN OCT system, we carried two types of investigations: system char-
acterization and biological sample imaging.
5.4.1 System characterization
First, we measured the maximum reflected power from the sample arm via a circulator when a plane
mirror is placed in front of the objective. Generally speaking, the reflected power peaks where the
mirror is placed at the waist of the beam with its surface normal aligned to the beam optical axis.
Therefore, this measurement allowed us to find the focal plane of the probing beam.
Table 5.2: Reflected power measurement
Location [mm] 0 0.5 1 1.03 1.5 2 2.5 3
(Focus)
Power [dBm] -10.20 -10.57 -9.72 -9.44 -10.70 -12.58 -15.47 -16.82
Table 5.2 shows the result of this measurement. The origin of this measurement is at a distance
of 6.7mm to the front edge of the objective. Therefore, we found the best reflection occurred at
7.7mm from the objective. The result also indicates that the falloff of reflection profile along the
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beam propagation direction is less than 7.5 dB for the entire 3mm imaging range. This profile is
more flatter than those of typical endoscopic needle probes[13].
Next, we employed a beam profiler (BeamMap2-4XY-InGaAs, Dataray Inc.) to measure the
beam profiles along the optical axis. The results are shown in Fig. 5.10.
Figure 5.10: Profile of the bench top KTN OCT probing beam. A: The narrowest Y width was
measured to be about 25µm. B: The profile where both X and Y width measured to be 44µm. C:
The narrowest X width was measured to be about 24µm. Distance: O-A 5.66mm; A-B 1.72mm;
B-C 1.05mm. O: the location of the objective.
Fig. 5.10 actually discloses the detail structure of the output beam from the system. We can
clearly see the beam has significant astigmatism. Profile A was measured at a distance of 4.66mm
to the objective where the vertical width of the beam reaches its minimal around 25µm. While
the beam continues propagating, the vertical width expands wider but the horizontal width starts
shrinking. Profile B was measured at the location where the two width were equal to around 44µm.
Profile B was measured to be 6.3mm away from the objective. After passing this ’equal-point’, the
vertical width continues increasing and the horizontal width decreasing. At Profile C, 7.3mm away
from the objective, the horizontal width reached its minimal around 24µm. After passing C, the
beam diverges along both directions.
The effect of this astigmatism has two folds. First, as shown above, it introduces non-symmetric
PSF for the depth resolved image, which results in resolution difference along two directions of the
cross-section. This might potentially distort some features of the samples under test. At the same
time, it might reduce the light collection efficiency due to the narrowed effective capture angle. This
will cause a decrease on system sensitivity. However, we also notice the fact that both beam widths
(vertical and horizontal) were below 40µm for a rather long depth (2.7mm). This distance is almost
equal to the typical imaging window of current OCT systems commercialized. This indicates that,
on the other hand, the astigmatism in fact helps extend the depth of field.
To study the overall system performance, we inspected its PSFs at different imaging depths. As
compared in Fig. 5.11, all the PSFs keep a good integrity over the entire imaging window. The
maximal reflected power is also plotted as the black line. The falloff between 1mm and 2.5mm is
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Figure 5.11: Point spread functions of the KTN OCT system. The black line represents the maximal
reflected power. Insets (a)∼(c) are the beam profiles measured at three different depths.
∼ 14 dB, which consists of two contributions. First the inherent coherent falloff was measured to be
∼ 7 dB. As read from the black line, the decreased reflected power adds to another ∼ 7 dB drop.
The insets also show the beam profiles at three different locations. One can see it evolve from a
horizontal-oriented ellipse to a circle and to a vertically-oriented ellipse eventually. This manifests
its astigmatism. We also notice that the highest PSF, the strongest reflections occurs roughly at the
location of ’equal-point’ where the widths along two directions are equal (Fig. 5.10.B). It is worth
noting that these PSFs plotted in Fig. 5.11 are generated after dispersion compensation using the
approach discussed in Chapter 6.
We further characterized the beam quality when it gets deflected to different angles by the KTN
crystal. Because of the beam astigmatism, Fig. 5.12 depicts the beam waists of the horizontal
direction under different applied voltages, while that of the vertical direction has a similar behavior.
As represented as the blue line, the FWHM of the beam waist ranges from 38mm to 25mm. The
beam waist of the vertical direction sits in another location along the optical axis closer to the
objective but has a similar range as can be anticipated from Fig. 5.10 and Fig. 5.11. Besides the
reasonable narrow beam width this system offers, the insets in Fig. 5.12 also prove that the probing
beam has kept a good integrity when scanning across different angles with different applied voltages.
Rayleigh length is another measure of the beam. It is the distance along the optical axis between
the waist and the plane where the cross section area is doubled[14]. An illustration of Rayleigh length
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Figure 5.12: Beam quality of the KTN OCT system. The blue line is the FWHM of the horizontal
beam waist. The green line is the Rayleigh length. Beam profiles at several selected locations are
displayed in insets.
and other parameters under a Gaussian beam case is shown in Fig. 5.13 [15].
The relationship between the Rayleigh length and the beam width is expressed in Eq. (5.10),
where zR is the Rayleigh length, ω0 is the beam width, and λ is the wavelength.
zR =
piω20
λ
(5.10)
This quadratic relationship between zR and ω0 can be appreciated as the multiplicative effect of
two facts: First, ω0 is reverse-proportionally related to the spread angel Θ. Second, the area of the
Figure 5.13: Gaussian beam width ω = (z) as a function of the axial distance z. ω0: beam waist; b:
confocal parameter; zR: Rayleigh length; Θ: total angular spread
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cross-section where zR locates is obviously linearly related to ω0, as shown in Fig. 5.13.
This relationship has also been manifested in Fig. 5.12. The green line shows the measured
Rayleigh length of the probing beam under different voltages. It varies roughly from 1.4mm to
0.9mm. Despite the inaccuracies of the measurement, which is represented as the corresponding
error bars associated with both FWHM line and Rayleigh length line, the trends of Rayleigh length
and beam width agree with that anticipated from Eq. (5.10). Here, we also want to mention the
definition of the beam width ω0 in Eq. (5.10) is different from FWHM. It is defined as 1/e
2 width,
which represents the radius where the optical intensity drops the 1/e2 of its peak value. And the
two widths are related as Eq. (5.11).
2ω0 =
√
2FWHM√
ln 2
≈ 1.699× FWHM (5.11)
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Figure 5.14: Beam focus displacements of the KTN OCT system. The red line is the displacement
along X direction. The blue line is the displacement along Y direction. The green line is the
displacement along Z direction. Notice that despite of the different offsets, the scales of the two
vertical axis are the same.
We also investigated the spatial trajectory of the beam focus when scanning. This information
will not only disclose the lateral scan pattern (displacement along X and Y directions) but also
the shift of the working distance (displacement along Z direction) of the scanning system. The
results are plotted in Fig. 5.14. The X and Y displacements measurement were very accurate with
negligible variances. The measurement along Z direction is inherently less precise in practice, which
is quantified by the measurement variance shown as the error bars. The scales of the two vertical
axis are set to be identical so that it is easy to fairly compare the displacements along all three
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axis and enables a good visual perception. As plotted as the blue line in Fig. 5.14, the major
scan direction is Y , along which the beam scans over a distance of 970µm. This value defines the
field of view of the current system. Another important feature is that the displacement along Y is
almost linearly related to the applied voltage, while there dose exhibit a minor saturation effect in
the region where the applied voltage > ±450V . There was a minor displacement (< 100µm) along
X direction as well. It is due to the slight misalignment between the coordinates of the scanner and
that of the measurement plane. The displacement behavior along Z direction is very informative as
well, as drawn in the green curve. It does have a maximal variance of ∼ 300µm, which indicates
some drift of the working distance while scanning. This shifting of beam focus will introduce some
nonuniformity to the lateral resolution of cross-sectional images. But considering the imaging depth
is 3mm (10× of the maximal variance), the impairment is minor. The angle dependency of lensing
effect of the crystal can account for this effect. Further study will be necessary to provide a more
in-depth understanding of this phenomena.
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Figure 5.15: Beam focus trajectory of the KTN OCT system. The black line is the actual trajectory
in 3D. The blue line is the projection of the trajectory onto the Y Z plane; the red line is the
projection of the trajectory onto the XZ plane; the green line is the projection of the trajectory
onto the XY plane. The radius of the data spheres represents the relative measurement variance.
Notice that the scales for the three axis have been adjusted individually to show the trajectory with
optimal visualization
A 3D rending of the trajectory is also included in Fig. 5.15 to better visualize the actual beam
scanning in action. While the black line presents the 3D trajectory of beam focus while scanning,
the blue, red, and green lines are its projections onto Y Z, XZ, and XY respectively. The scales of
X and Z axis have been intentionally adjusted to zoom in the detail feature of the trajectory, which
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otherwise will be nominated by the displacement along Y direction thus difficult to be disclosed.
The radius of the data spheres symbolizes the relative measurement variance, which is estimated as
the l2 norm of the standard deviation of the measured displacements along all three directions, as
expressed in Eq. (5.12).
Radius =
√
STD2X + STD
2
Y + STD
2
Z (5.12)
5.4.2 Biological sample imaging
After the examination of the probing beam, we imaged several biological samples with this KTN
OCT system to check its imaging capability. We first imaged human finger skin.
Figure 5.16: Human finger skin OCT image by KTN scanning
The above figure shows the layer structures clearly. And we next imaged the ex-vivo retina from
a porcine eye.
Figure 5.17: OCT image of a ex-vivo porcine eye retina
This image depicted the folded retina layer and even shows the interface between the vitreous
remnant and air, which is very instructive for vitrectomy procedure. We further applied this imaging
system to a 54-stage Xenopus-lavies tadpoles. In the following figure, we show several images of the
tadpole’s gill structures and cardio system. The top row images are the raw image obtained directly
from the KTN OCT system. The bottom row images are the images after dispersion compensation.
As one can see, the uncompensated images were all distorted heavily and could not disclose any
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useful information of the sample. On the other hand, after compensation, the images show clearly
the desired physiological structures. This sharp comparison tells us the importance of dispersion
compensation and the need to build a data processing engine that can compensate dispersion in real
time so that user can get feedback in a timely manner. The detail of the dispersion compensation
technique will be discussed in next chapter.
Figure 5.18: OCT images of a 54 stage Xenopus laevis tadpole by the bench top KTN system. Top
row shows the raw images; bottom row shows the dispersion-compensated images
5.5 Design of Endoscopic KTN Probe
The above experiments have demonstrated the major advantages of this non-mechanical scanning
method. Combining all of its merits, we can produce a new type of endoscopic OCT probe based
on KTN crystal.
Figure 14 illustrates a schematics of such a probe. The prototype consists of three major elements:
collimating optics, KTN crystal, and focusing optics. The collimating optics is used to collimate
the beam coming from the delivery optical fiber and provide a plane-wave like beam input to the
next stage. Then the KTN deflector steers the collimated beam in a pre-programmed manner. The
deflected beam will then be passed through the last element. The design of the focusing optics
should have many varieties depending on the desired scanning requirements.
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Figure 5.19: Schematics of endoscopic probe based on KTN deflector
In order to encase all elements into a small diameter probe, we choose GRIN lens as the major
building block for collimating and focusing optics. The collimating optics can be relatively standard
since one can always use a quarter pitch GRIN lens to connect the end of the delivery fiber and
collimate the incoming beam. It is worth mentioning that extra half pitches might have to be added
to the quarter pitch in some designs. This is because that the physical length of quarter pitch GRIN
lens might be too short to make a robust mechanical structure and the very short piece of GRIN also
increases the difficulties of fabrication. The NAs of the GRIN lens are usually larger than that of
the delivery fiber. In order to improve the final resolvable points and make most of the cross-section
of the KTN crystal, we very often need to make the size of the collimated beam equal to that of the
crystal.
The design of the focusing optics should have many varieties depending on the desired scanning
requirements. Several parameters are of great interest, which include working distance, spot size,
and depth of focus. They are all correlated as design tradeoffs. Usually smaller spot size (better
lateral resolution) comes with shorter working distance and shallower depth of focus. When design a
KTN based endoscope, we need to first determine the optical requirement for a specific application
and decide the desired value for those parameter, then optimize them accordingly.
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Chapter 6
Dispersion Compensation
Techniques for KTN Based OCT
Systems
This chapter is to present an investigation on the techniques of dispersion compensation for KTN
based OCT system. The results actually can be generalized to a generic optical interferometer.
6.1 Chromatic Dispersion and Its Effect in OCT systems
Chromatic dispersion mismatch between the two arms of an optical interferometer has been a crit-
ical concern that needs to be addressed for many wideband applications. For example, the axial
resolution of optical coherence tomography (OCT) systems will be impaired by the unbalanced dis-
persion between the reference and the sample arms[1]. Multiple methods have been proposed and
implemented to mitigate these negative effects. Those approaches can be divided into two major
categories: physical compensation and numerical compensation, where the former one involves using
an extra tunable dispersive device to balance the mismatch[2], while the latter one usually employs
a post-process algorithm to make corrective operation on the acquired signals[3–5]. While physical
compensation often provides a fast solution without any extra computation cost, it generally requires
an extra optical element to be inserted into the setup and the residue high order dispersion mis-
match could be a problem for ultra-wide band applications. This Letter is to present an analysis on
dispersion mismatch estimation for numerical compensation and propose a polynomial fitting based
approach. In our experimental demonstration, the method reduced the computation complexity and
improved the estimation accuracy. The method is suited for systems where a significant specular
reflection is achievable.
To analyze the dispersion mismatch between the two arms of an interferometer, a wideband
light source or a scanning laser can be employed as the input and the output intensity interference
fringes can be acquired spatially by using a spectrometer and an array of optical detectors, such as
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CCD or temporally by one single high-speed photodetector, such as PIN diode. The phase profile
of the fringes in wavenumber domain (k domain) around k0 at the center of the spectrum can be
approximated as a Taylor series, as shown below:
Φ(k) ≈ Φ(k0) + dΦ
dk
∣∣∣∣
k0
(k − k0) + 1
2
d2Φ
dk2
∣∣∣∣
k0
(k − k0)2 + · · ·+ 1
n!
dnΦ
dkn
∣∣∣∣
k0
(k − k0)n (6.1)
If the fringe is caused by a specular reflection and the optical path difference between the arms
comes from a single dispersive sample, then Φ(k) can be simplified as: Φ(k) = Lβ(k), , where L
is the sample length and β(k) is its lightwave propagation constant. Since L is constant, Φ(k) is
actually a polynomial of k whose coefficients represent the derivatives of the propagation constant
β(k) . The slope of the phase profile, the first order coefficient of the polynomial, can be derived as
cL( dβ/dω) = cL/vg(k) where c is the light speed in vacuum, ω is the angular frequency, and vg is
the group velocity. In fact this slope represents the group delay. If the group velocity is constant,
the slope represents the physical length L. This is the basic prerequisite for Fourier Domain OCT
(FD-OCT) systems. On the other hand, if L is fixed, the slope then represents the group velocity.
This enables us to measure the dispersion mismatch.
6.2 Method of Dispersion Estimation for Wide-band Optical
Interferometers
A numerical dispersion compensation method for FD-OCT systems based on Hilbert transform was
proposed[6] and has been broadly implemented since then[7, 8] due to its simplicity and effectiveness.
This type of methods search the best coefficients a2 and a3, (effectively the second (1/2)( d2Φ/ dk2)|k0
and the third order (1/6)( d3Φ/ dk3)|k0) coefficients of Eq. 6.1, based on a certain sharpness metric
function. The optimal coefficients maximize the metric function, making the images sharpest. As
sharpness is a rather qualitative description of an image, multiple metric functions can be constructed
subjectively for different criterions, such as the total number of points in its axial (A) scan over a
predefined threshold[6]. Another criteria can be to maximize the amplitude of the most significant
spike.
This type of image sharpening based methods is particularly suitable for the applications where
a significant specular reflection is impossible to create. However, they have several significant draw-
backs. First, the criteria behind the metric functions are phenomenological and do not directly
originate from the physical nature of dispersion.
In fact, different subjectively selected metric functions yield quite different optimized a2, a3. It
could be difficult to tell which one is closer to the real dispersion. Second, as will be demonstrated
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later, the searching process can easily reach local optimals for simple metric functions. Thus a
careful selection of the searching range and step is critical. A sophisticated metric function based
on information entropy was demonstrated to have a smoother profile[9]. However, it has to reply
on computation on cross-section images thus the results can be suspectible to scanning mechamism
and sample structures. Lastly, to increase the chance that a search can eventually find the global
optimal, a wide range of a2 and a3 has to be covered and the computation cost can be substantial.
This makes dynamic dispersion compensation difficult.
For the applications where there exists a significant specular reflection, such as the foveal surface
in human eyes, or where an external specular refection can be introduced for calibration, the above
problems can be well solved by using a polynomial fitting method. This method is based on the
idea that a polynomial fitting of the phase profile yields the best estimation of the coefficients in the
Taylor expansion (Eq. 6.1) in the least squared sense. Similar to the previous approach, this fitting
method also utilizes the Hilbert transform to abstract the phase profile from the interference fringes.
However, the abstracted phase is the wrapped principle value due to the 2 ambiguity. Therefore, a
critical step is to unwrap the acquired phase profile to restore the actual phase profile accumulating
along the entire band. Next, one can then apply a polynomial fitting to the unwrapped phase
profile and obtain the estimated coefficients. As discussed earlier, the coefficients are related to the
derivatives of propagation constant , representing properties of dispersion mismatch. Specifically,
the second order coefficient is linearly related to the group velocity dispersion (GVD) parameter D,
as expressed below:
D =
dβ
dω · dλ = −
d2Φ
dk2
2pi
cLλ2
(6.2)
where λ is the wavelength. The above relationship suggests that this method can be practically
used to measure dispersion properties of unknown material when being placed in the arms of an
interferometer.
6.3 Measurement and Numerical Compensation in KTN Crys-
tal
To test the above method, we built a swept source OCT system. The swept laser was centered at
1310nm with a wavelength scanning range of about 100nm and a scan rate of 5KHz. We introduced
an initial dispersion mismatch by placing in the sample arm a small piece of potassium tantalate
niobate [KTa1?xNbxO3(KTN)] crystal. The physical path length in the crystal was 12mm. The
setup was mostly fiber based and did not contain any dispersion compensation element. The overall
dispersion mismatch between the two arms can be primarily attributed to the KTN crystal and an
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objective lens in the sample arm since the GVD parameter D of glass fiber (Corning SMF-28) reaches
its minimal around 1310nm. The method can be applied to the systems with pre-compensation where
the mismatch might come from different elements though.
A plane mirror was used to provide a single specular reflection at the sample arm. We measured
the OCT fringe signals generated by the mirror at two different axial positions. At each position,
the fringes for two different polarization states of the probing beam were collected to examine the
polarization dependence of the dispersion. To study the dispersion of the two elements (the KTN
crystal and the objective lens) individually, we also measured the fringe signal without the lens.
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Figure 6.1: Instability of metric function based methods (a) the global and local optimal values (b)
the comparison of the optimal coefficient histograms by both methods.
To compare the searching method based on metric functions and the polynomial fitting method,
we applied both to the acquired data sets. For a fair comparison, only the second and the third
order coefficients were estimated. In Figure 1(a), a typical metric function of a2, defined as the peak
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amplitude of the spike generated by the mirror, is plotted and was used as an example throughout
this study. One can clearly see that it contains rather complicated structure and is non-monotonical.
More importantly, this function has multiple local optimal values spaced densely together with the
global optimal over a considerable wide range. This indicates that if the searching range is not wide
enough or the step is not fine enough, the searching would have a substantial chance to end up with
one of these local optimums. And it would be difficult to select an appropriate set of the range and
the step that can ensure a successful finding of the global optimal value for an unknown dispersion
mismatch. On the other hand, if an excessively wide range and an exaggeratively fine step are used,
the added computation can be substantial. In addition, for ultra-wide band applications where
higher order dispersion need to be considered, the joint search for multiple coefficients increases the
computation complexity exponentially.
Even if the global optimal was found for one fringe data, the dense distribution of local optimal
values suggests that the found optimal value is highly sensitive to measurement noise. The found
optimal value can switch among several local optimal values when the disturbance from external
noise exists. This effect has indeed been disclosed in our experimental results. Fig. 1(b) shows
a comparison between the histograms of the optimal a2 estimated by both methods, where we
applied them to the same data set of 1024 fringes while the entire setup remained fixed. The
distribution of the optimal coefficient from the searching method spans a much wider range than
that from the fitting method. It also peaks at several discrete values, indicating this method will
likely output different optimal values for the same dispersion mismatch. This instability makes
dispersion mismatch measured by this method relatively unreliable when compared to the fitting
method.
Table 6.1: GVD Measurements
GVD Position 1 Position 2 Without Lens
[ps/nm·km] Polarization A Polarization B
Fitting 602.1 604.7 599.4 581.9
Searching 557.1 504.3 574.5 515.1
In Table 6.1 , with the help of Eq. 6.2, we show the averaged GVD measurement by both
methods. For the fitting method, the results for different polarization states at Position 1 are very
close to each other. This indicates that the overall dispersion properties of the optical elements in the
interferometer has weak dependency on polarization, although the KTN crystal exhibits significant
birefringence.
The result at Position 2 is also very close to those at Position 1, both yielding a D of around 600
ps/(nm*km) for the KTN crystal at 1310nm range. This is because moving the mirror in vacuum
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only results in an extra linear phase profile and has no impact on the second order derivative – GVD
parameter D.
On the other hand, for the same three cases, there exists a very large variation of the GVD
measured by the metric function method, which once again shows its instability. We also computed
the statistics on the results estimated from the 1024 fringes acquired at Position 1 with Polarization
A . While the standard deviation for the fitting method is 0.47 ps/(nm*km), that for the metric
function method grows much larger – 32.34 ps/(nm*km).
Finally, we notice that there is a relatively small difference 20ps/(nm*km) from the data acquired
without the objective lens, which is primarily due to the dispersion of the lens. We can now conclude
that the overall GVD of the system was dominated by the KTN crystal.
Upon obtaining the dispersion mismatch, we numerically compensated the broadening of the
point-spread function (PSF) of the OCT system. After an ideal compensation, the phase profile
caused by a single specular reflection should turn to be a straight line. Given that, we subtracted
the second and the third order terms. It was this nonlinearity that resulted in the chirping of the
fringe signals and the broadening of the PSF. The phase correction terms are plotted in Fig.Figure
2(a); the corresponding phase profiles after compensation are plotted together with the original
unwrapped profile in Fig.Figure 2(b). The PSFs are also compared in Fig.Figure 2(c). While the
uncompensated PSF has an effective FWHM of around 92 ?m ?m ; the PSF after fitting method
compensation has a width of less than 16 m ?m, which is close to 12 ?m ?m, the original PSF width
without the crystal. The difference can be attributed to the residual high order dispersion. We
found that the PSF by searching method appears a little wider than that by the fitting method,
while it underwent much more computation. In this example, the joint search of both parameters
(a2 and a3) took about 20000 times longer than the entire polynomial fitting process.
It is also worth mentioning that the selection of the mirror’s location relative to the zero delay
point is very important to achieve an accurate measurement. First, the mirror should not be placed
very far from that point. It is mainly limited by the finite sampling rate of the system. For those
locations, the frequency of the fringe signal might be so high that the actual accumulated phase
difference between two adjacent samples is much larger than and the ambiguity during the phase
unwrapping procedure is inevitable. When recovering for a wide wavelength range, the resulting
phase error of the multiples of 2 accumulates quickly, making the deviation of the unwrapped phase
profile unacceptable. Second, the mirror would rather not be placed too close to the zero delay point
as well. The actual instantaneous frequency of the fringe signal changes its sign at the frequency
where the slope of the phase profile is equal to zero. When this takes place, the phase profile will
switch from accumulating phase to dissipating phase or vice versa. However, the phase calculation
based on the Hilbert transform will still interpret the dissipating phase as accumulating phase by
using its conjugate counterpart, which makes the profile deviates from its actual value. Therefore,
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to make a good measurement, the actual phase profile needs to be monotonical and the maximum
slope should be less than /?k.
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Figure 6.2: Dispersion mismatch estimation. (a) the phase correction (b) the phase profiles (c) the
point-spread functions (d) fast dispersion estimation
Although the frequency switching problem in the near zero delay region prohibits the application
of the polynomial fitting method, it inspires a fast estimation on the second order coefficient – the
GVD parameter D. Figure 5 shows such an example resulting from the OCT system used in this
work. One can see that the frequency switching occurs roughly at the center of the wavelength
range, which should yield a symmetric quadratic profile for GVD dominating case, which is indeed
true for most cases. Counting the number of the periods from the switching point will give a rough
estimation on how much phase difference for the half range. Using the simple expression and Eq.
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2, one can easily compute a2 and D. For the example shown in Fig.Figure 5 , we can count about
6.5 periods that are equal to 13 . And the ?k for the half wavelength scanning range is about 1.9e5.
These give an estimation of D as 576 ps/(km*nm).
In summary, we proposed a polynomial fitting method to estimate dispersion mismatch. Its
benefits on both computation complexity and reliability were experimentally demonstrated. This
approach can potentially facilitate many applications requiring dynamic dispersion measurement,
which include optical imaging, communication, and sensing.
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Chapter 7
Conclusion
7.1 Summary
Endoscopic OCT extends to many applications that traditional OCT would never had a chance to
explore. These do not only include a high resolution imaging checkup for some organs that other
imaging modality, such as ultrasound, CT, or MRI, cannot offer; but also an intraoperative assistance
that can provide a real-time guidance during a surgery inside the operation room.
Numerous efforts have been made towards the research and development of OCT endoscopes.
Among all different approaches, the core problem of this field is that how to implement beam steering
and focusing (thus OCT B scan) within a very limited space. As two basic functional modules, a
good amount of methods for light steering and focusing have been well studied in the fields of
optics and photonics. Therefore, people keep investigating these methods and their variation in this
particular setting, which has huge potential benefits for the society of health care.
As OCT B scan methods evolve, many approaches have been proposed and implemented. They
can be divided into two major categories: manual scanning and mechanical scanning. While manual
scanning is a very natural way to scan a sample with a hand-held device, mechanical scanning is
still the most popular beam steering method in optics. Many mature devices are using galvanic
mirrors, polygon mirrors, and acousto-optic deflectors. Modern devices have started to deploy
microelectromechanical system (MEMS) apparatus as well.
The research in this thesis has explored both categories. By introducing an optical tracking
system, we designed and implemented a hand-held probe. Unlike any mechanically actuated OCT
imaging probes, this method tracks the position and orientation of a handheld probe in real time.
While the probe is swept over region of interest by a user, the collected A-scans and the time-varying
probe position information can be combined to form 2D or 3D OCT images. With great flexibility,
this approach allows a remarkably simple construction for the optical probe. Its 3D volumetric
scanning capability can be combined with other developed handheld devices as well. Therefore,
this manual is a flexible approach that particularly suitable for imaging guidance for relatively large
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surgical site.
Mechanical scanning is a practical and mature method and has been applied to some ophthalmic
procedures with more applications to be explored. In this capacity, we developed a type of forward-
imaging probe, termed as PARS. To better learn its behavior, we studied the scanning pattern in a
great detail. Theoretical modeling, software simulation, and experimental measurement have been
carried out and results agree well with each other. We also designed a new generation hand-held
PARS probe with diameter ranging 21-23 gauge, which is one step closer to the clinical application.
We have applied our prototype PARS probe to locate the collector channel to assist in glaucoma
stent implantation. Clear images with quantitative structure information were obtained. We also
used this probe to examine the vitreous remnant during live animal vitrectomy and results were
promising.
Besides the previous two categories, we devised and demonstrated a novel scanning without any
moving parts involved. This approach is based on the space-charge-controlled EO effect in KTN
crystal. As the scanning is virtually achieved by the motion of electron, the speed is much faster. It
also avoids complex mechanical parts, enabling smaller and lighter devices. Without moving parts,
it makes many surgical applications safer. More importantly, it has random access capability, which
might be the best fit for diagnostic and therapeutic combined applications. Thus, scanning based
on the EO effect is a high speed method with no moving parts, towards to the future of many
endoscopic clinical applications.
7.2 Future Studies
The resolution of the hand-held probe based on tracking can be improved by increasing the frame
rate of the tracking system. Some different variants of POSIT algorithm can be implement to
compare their performances.
For the PARS probe, we can explore volumetric scanning by employing different rotating modes.
And faster speed (¿10 frames/s) for video rate operation is also well desired. Combining the probe
with other intraoperative surgical tools is also very beneficial to surgeons. Besides technology de-
velopment, more applications, such as orthopedics, are waiting to be explored.
The non-moving KTN scanning has a great promise for the future endoscopic probes. More
works on integrate this crystal into an endoscopic setting need to be carried out. Focuses will be at
issues like electrical isolation for safety concerns, temperature stabilization for maintaining crystal
phase. We can also explore the versatility of this device by employing different voltage modulation to
achieve different scanning pattern. More interesting applications would be those use OCT imaging
to locate target and use the random access feature to aim at it for later treatment.
